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SECTION | 


GENERAL INFORMATION 


1.1 INTRODUCTION 

The information in this manual covers the general description, operation, and application of the 
INTERVIEW!™ CRT Data Dispiay, and describes the use of the instrument as a peripheral visual display with 
INTERSHAKE !® (DTM-1) and INTERSHAKE 1!® (DTM-2). The INTERVIEW CRT Data Display is shown in 
Figure 1-1. 
1.2 PURPOSE AND USE OF EQUIPMENT 


The INTERVIEW is a visual CRT data display, designed to be used as a peripheral instrument with 
the INTERSHAKE series of data communications test equipment. 


The INTERVIEW permits test personnel to view test data as it is transmitted, received, monitored, or 
reviewed by the INTERSHAKE systems test equipment. 


The unit operates with synchronous or asynchronous data format in full-duplex (FDX) or half-duplex 
(HDX) systems, and is compatible with any of six selectable data codes, including: 


e ASCII 

@ EBCDIC 

® SELECTRIC 

e EBCD 

e A (Customer Specified Option) 

® B (Customer Specified Option) 

The INTERVIEW is capable of displaying data in any of three characteristic styles (fonts), as follows: 


e CLEAR TEXT: Upper/Lower Case Alpha-Numeric, 128-Character ANSI, plus 
two-character abbreviations, (e.g., control characters Sy, E+, Ai). see Figure 2-2. 


@ HEXADECIMAL: Two-Digit Alpha-Numeric, 256-Character total, (OO-FF). 


@ OCTAL: Three-Digit; One dot coiumn vertical array plus two column alpha- 
numeric, 256-Character total, (000-377). 


Test data applied to the INTERVIEW is stored as it is received in a ‘CRT Refresh Display’’ memory. 
The data is then decoded and translated to the desired display font at the time of display. In this manner, it is 
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possible to store test data for future manual analysis. For example, a quantity of test data may be entered in the 
Refresh Display memory and ‘frozen’. In this state, no new data may be entered into the Refresh Display 
memory, and the entered data can be displayed indefinitely. While the data is displayed, the operator may decode 
it in any of the selectable codes to determine the original coding scheme. 


_In addition to the decoding capabilities and display fonts provided by the INTERVIEW, the 
equipment is capable of producing a wide variety of display enhancements and other features, under control of 
the INTERSHAKE instrument. These display enhancements are used to highlight critical or pertinent data to 
attract immediate operator attention. 


1.3 FUNCTIONAL DESCRIPTION 
1.3.1 General Operation 


The INTERVIEW is a peripheral CRT data display, designed specifically to be used with the 
INTERSHAKE series of test instruments. In the normal operating configuration, the INTERVIEW is connected 
to the INTERSHAKE through the AUX INTERFACE connector of the INTERSHAKE instrument. All data and 
display control signals are applied to the INTERVIEW through this interconnecting cable. 


Control of the INTERVIEW display is accomplished both by commands supplied from the 
INTERSHAKE (through test program control functions) and by the front panel controls on the INTERVIEW. A 
complete description of display control, and control functions, is included in Section I! (Operation) of this 
manual. 


1.3.2 Operating Speed 


Operating speed of the INTERVIEW is determined by the clock signal used in the system under test, 
or the data rate of the test signal. Display writing speed of the INTERVIEW can be maintained at a maximum 
system data rate of 56 KBPS Full-Duplex (FDX). 


Clock breathing, common to FDX circuits, causes the ‘‘slower’’ channel to display a “‘fill’’ symbol 
periodically to maintain correct time correlation between the two circuits. In order to maintain a steady display, 
data bits applied to the INTERVIEW are first stored, and then written into the CRT memory only during sweep 
retrace time, which eliminates the possibility of an erroneous display which could be caused by decoding and 
displaying a character at the moment it is being rewritten or updated. The process of data entry into memory 
only during retrace imposes the maximum operating speed. 


1.3.3 Display Characteristics 


The INTERVIEW employs a 9-inch (diagonal) CRT to produce an image area of approximately five 
inches by seven inches. The basic display provides: 


1024 CHARACTERS — 16 Lines of 64 Characters (Two Pages) 
512 CHARACTERS — 16 Lines of 32 Characters (One Page) 


This dual-page feature, when used under program control of the INTERSHAKE, permits two separate 
data blocks to be displayed in either a composite or comparative manner. 
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When Full-Duplex data is displayed with the dual-page feature, a four-quadrant comparison is 
achieved, where the screen is divided into four quadrants. The top two quadrants represent Page 1, and the 
bottom two quadrants represent Page 2. The two left quadrants represent Transmit Data, and the right two 
quadrants represent Receive Data (see Figure 1-2c). 


As data is written onto the screen, the character sequence starts at the top of the screen at the left, 
and advances from left to right, top to bottom, until the display is complete. A one-page display presents 16 lines 
of 32 characters (512 characters total); a two-page display presents 16 lines of 64 characters (1024 characters 
total). 


As each new line is started at the left of the CRT, the complete line displayed previously is blanked to 
present a clear indication of new data being displayed. 


When the AUTO FREEZE is employed, the oldest character blinks rapidly, and is located in the 
home position (upper left corner). The display freezes only after a complete page is written. 


When the MANUAL FREEZE is employed, the oldest character blinks rapidly, and is located 
immediately ahead of the last character written. The display freezes immediately when the switch is depressed, 
and the remainder of a line being written is unblanked to show the remaining contents of that line. 


Other display characteristics include program-controlled character enhancements, undefined character 
enhancements, and program-controlled font selection of text and/or control characters. These display features are 
described in detail in Section I! (Operation) of this manual. | 


1.4 PHYSICAL DESCRIPTION 


The INTERVIEW is manufactured in both portable and rack-mounted configurations. Both models 
are functionally identical, but differ physically as outlined in the following paragraphs. 


1.4.1 Portable INTERVIEW 


The portable INTERVIEW is shown in Figure 1-1a. Rails on the unit permit horizontal use on a 
bench or desk; or the unit may be positioned vertically (on the floor), with front panel facing upward. The unit 
measures 8.5 inches (20.6 cm) high, 14 inches (35.6 cm) wide, and 21.5 inches (54.6 cm) deep and weighs 
approximately 30 pounds (13.6 Kg). 


A compartment on top of the unit houses the power cord and interconnecting test cables. A panel on 
the side of the unit provides access to the test cable connector (AUX INTERFACE), power connector, video 
output connector, fuse, and input voltage (115/230) selector switch. 


1.4.2 Rack-Mounted INTERVIEW 


The rack-mounted INTERVIEW is shown in Figure 1-1b. The unit is designed to be mounted in a 
standard 19-inch equipment cabinet. Provisions are made on the rear of the chassis for all power, signal and 
interface connections. The front panel is 8.75 inches (22.2 cm) high by 19.0 inches (48.3 cm) wide. The unit is 
20.0 inches (50.8 cm) deep and weighs approximately 30 pounds (13.6 Kg). 
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1.4.3 Factory Settings 


Internal adjustments, such as Brightness, Contrast, Horizontal and Vertical Size, Linearity, etc. have 
been set at the factory to provide an optimum display. These internal controls should be set by qualified service 
personnel. 


1.4.4 Optional Code Translation 


In a standard configuration, the INTERVIEW is supplied with the four following code translation 
capabilities: 


ASCII 
EBCDIC 
SELECTRIC 
EBCD 


These codes are listed on the front panel at the CODE Selector switch. Two additional positions of 
the CODE Selector switch (A and B) provide for translation of two optional codes, as specified by the user. These 
two additional codes are available in the four following combinations: 


Option 1: A BCD 

B REV BCD 
Option 2: A BCD 

B REV EBCD 
Option 3: A BAUDOT 

B FIELD DATA 
Option 4: A BAUDOT 

B REV BCD 


These options are normally installed at the factory to meet the requirements of the user. Refer to 
Appendix A. 


NOTE 


REV CODES HAVE HIGH ORDER BIT (Most Significant 
Bit) TRANSMITTED FIRST. 


1.5 QUICK REFERENCE SPECIFICATIONS 
1.5.1 Size 
Portable INTERVIEW — 857X114" xX 21.5" 


(20.6 cm X 35.6 cm X 54.6 cm) 


Rack-Mount INTERVIEW — _ 8.75" X19" x 20.0” 
(22.2 cm X 48.3 cm X 50.8 cm) 


1.5.2 Weight 


Approximately 30 pounds (13.6 Kg). 


1.5.3 
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Power Requirements 


115/230V AC, external switch selected. 50/60 Hz, internal setting. Rotate header assembly shown in 


Figure A-2 180° for selection. Header is shown in 60 Hz position. 110 watts maximum. 


1.5.4 


1.5.5 


1.5.6 


1.5.7 


1.5.8 


1.5.9 


1.5.10 


1.5.11 


1.6 


Input Signal Requirements 

Supplied by INTERSHAKE through AUX INTERFACE Connector. 
Video Output 

Composite, 2 volts P/P, Negative sync, BNC Connector. 

Display Area 


Approximately 5” X 7” aspect ratio; 9-inch diagonal CRT. 


Data Codes 

ASCI] SELECTRIC 

EBCDIC (A) CUSTOMER SPECIFIED 
EBCD (B) CUSTOMER SPECIFIED 


Display Characters 
128-Character ANSI 
256-Character HEXADECIMAL 
256-Character OCTAL 


Display Capacity 


1-Page (16 Lines, 32 Characters) 
2-Page (16 Lines, 64 Characters) 


Display Enhancements 

Character Reverse Image 

Character Blink 

Character Low Intensity 

Reverse Image/Blink 

Display Speed 

Accepts Full Duplex data at data rates up to 56 KBPS. 


THEORY OF OPERATION 


The INTERVIEW contains a Random Access Memory (RAM) to store data-which is to be displayed. 


The RAM is addressed alternately by a Refresh Address Counter and a Character Position Address Counter, to 
alternately refresh the video applied to the CRT, and to write or update data in character positions of the display. 


During a CRT refresh cycle, where data in the RAM is decoded and written on the CRT, incoming data is stored 
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momentarily by a latch. Then, during the retrace, the data is entered into the RAM from the latch. 


After a write cycle, the RAM is returned to the Refresh Address configuration, and the display shows 
the recently-written character. In this type of ‘‘read-write’’ cycle, new data is entered into the RAM only during 
retrace time, and cannot be updated or changed during the actual display scan time. Thus, the display remains 
steady, and the possibility of erroneous character display (which would result in a ‘‘read-while-write”’ situation) is 


eliminated. 


During the write cycle, data from the RAM is processed by a character generator, where the stored 
data is decoded and translated to character video signals. The setting of the front panel switches determine the 


code and font (character style) displayed. 


In addition to storing data, the RAM also stores enhancement bits (REVERSE, LOW INTENSITY, 


BLINK) as required for certain displays. 


Data is received by the RAM from the following sources: 


Receive or Transmit parallel data from INTERSHAKE 

FDX parallel data from the INTERVIEW receiver 

Function data from INTERSHAKE 

Symbol PROM in INTERVIEW that generates correct SPACE symbol for clearing 


each language, or ‘‘fill’’ symbols (#), (.), used to maintain time correlation in FDX 
operation. 
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SECTION itl 


OPERATION 


2.1 INTRODUCTION 

The information in this section covers the operation of the INTERVIEW CRT Data Display, and 
describes the application of the INTERVIEW as a peripheral visual display for the INTERSHAKE series of data 
communications test equipment. 
2.2 OPERATING CONTROLS AND INDICATORS 

Operating controls and indicators of the INTERVIEW are located in the following areas: 

® Front Panel 

@ Inside Cabinet on CRT Frame 


e Access Panel 


The controls and indicators in each of these areas, and their specific functions, are listed in Tables 2-1 
through 2-3. Front Panel Controls are shown in Figure 2-1. 


Table 2-1. Front Panel Controls and Indicators. 
UP POSITION — fosiies sAiiee oe to energize equipment. | 
DOWN POSITION — Deenergizes equipment. 


RED INDICATOR LIGHTS when AC power is applied to equipment and POWER 
switch is in the up (energize) position. 


| HDX/FDX HDX POSITION — Allows test data to be displayed (written) one 


Switch line at a time at normal intensity, representing one channel of data. 


FDX POSITION — Allows test data to be displayed two lines at a 
time, representing full-duplex communications. The top line is 
written at normal intensity; the second line and every other line 
thereafter is written at low intensity. 


‘| CODE | ASCII POSITION — Initiates decoding of input data to 


Selector Switch corresponding ASCII code characters. 
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Table 2-1. Front Panel Controls and Indicators. (Continued) 


Control /Indicator 


(continued) 


| | SELF TEST 


Switch 


| TOTAL SCREEN 


Position/Function 


EBCDIC POSITION — Initiates decoding of input data to 


corresponding EBCDIC code characters. 


SELECTRIC POSITION — Initiates decoding of input data to 
corresponding SELECTRIC code characters. 


EBCD POSITION — Initiates decoding of data to 


corresponding EBCD code characters. 


input 


A or B_ POSITION — Initiates decoding of 
corresponding customer-specified code characters. 


input data to 


MOMENTARILY DEPRESSED — Initiates display of all characters, 
symbols and fonts produced by the character generator circuits. A 
set of fonts or symbols is repeated on the screen several times in 
Normal, Reverse, Low Intensity and Blink; and in combinations 
thereof. 


The CODE switch may be set to any position; and the display will 
correspond to the code selected. Unassigned characters in the 
selected code will appear in hexadecimal form and will blink. 
Unassigned characters will appear in hexadecimal, but will not blink 
on all units series ‘“A’’ and up. 


NOTE 


During self-test display, the normal test data is stored in memory. 
When the SELF TEST button is released, the normal data display is 
resumed. Data applied to the memory from the INTERSHAKE 
during the self-test interval is stored and then displayed when normal 
display is resumed. 


HEX POSITION — Sets character generator to display hexadecimal 
value of input data characters. The hexadecimal value is displayed 
diagonally, and increments from @@ to FF for a 256-character 
Capacity. 


TEXT POSITION — Sets character generator to _ display 
alpha-numeric characters (128-Character ANSI) which correspond to 
input data. (The CODE switch must be set properly to initiate 
correct decoding.) 


Control characters are displayed as a diagonal double character 
abbreviation (mnemonic) for the specific control functions. For 
example: 
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Table 2-1. Front Panel Controls and Indicators. (Continued) 


| Control/Indicator | Position/Function 
TOTAL SCREEN aoa 


EOT 
(continued) DC1, etc. 


I 


O 
mh 
I 


OCTAL POSITION — Octal Position undefined when displaying an 
INTERSHAKE program in the load mode or play mode. Sets 
character generator to display octal representation of input data. 
The octal display increments from 606 through 377, for a total of 
256 characters. The first digit of the display uses a vertical dot 
convention; the two remaining digits are displayed in a single vertical 
column. 


CONTROL CHARACTERS 


HEX POSITION — Performs same function as TOTAL SCREEN 
switch in HEX position, but on/y for control characters. (Control 
characters are decoded in accordance with setting on CODE selector 
switch.) 


MNEMONIC POSITION — Enables display of abbreviated control 
characters in diagonal alpha-numeric format. 


OCTAL POSITION — Octal Position undefined when displaying an 
INTERSHAKE program in the load mode or play mode. Enables 
display of control character octal equivalent. 


NOTE: 


The CONTROL CHARACTER switch is electrically overridden by 
the TOTAL SCREEN switch to avoid conflict between settings of 
the two switches. The above switch funtions are appliable only when 
the TOTAL SCREEN switch is set to the TEXT Position. 


AUTO POSITION — Causes the display to freeze automatically 
when the screen has been written full. The oldest character displayed 
is in the “home” position, and is enhanced by blinking. Data 
occurring while display is frozen is not entered into the display 
memory. | 


RUN POSITION — Enables display to be written normally as data is 
supplied by the INTERSHAKE. However, the display may be frozen 
by program command from the INTERSHAKE. 


MANUAL POSITION — Causes the dispiay to freeze instantly. If 
enabled while a line is being written, the remainder of the line will 
be unblanked and will be displayed. The oldest character blinks at a 
fast rate. While frozen, input data is lost, and the screen cannot be 
cleared by command from INTERSHAKE. Freeze does not disable 
Page Control by INTERSHAKE. 
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Table 2-1. Front Panel Controls and indicators. (Continued) 


Control/indicator | Position/Function 


MOMENTARY DEPRESSED — Initiates clearing of display 
memory. Clears 1 or 2 pages, corresponding with setting of PAGE 
switch. Requires minimum of 2.0 milliseconds. 

1 or 2 POSITION — Selects either Page 1 or Page 2 for display. Each 
provides 16 lines of 32 characters for a total of 512 characters. 

1 + 2 POSITION — Selects combination of Page 1 and Page 2 for 


display. This setting provides a display of 16 lines of 64 characters 
for a total of 1024 characters. 


NOTES: 


if Page 1 is recorded in FDX, with TD and RD on alternate lines, the 
PAGE 1+2 display separates the two and displays TD on the top left 
screen, and RD on the top right of the screen (or, for Page 2, TD is 
displayed on the lower left of the screen, and RD on the lower 
right). In this manner, data is displayed in four quadrants to 
facilitate quick comparison. 


The INTERSHAKE is capable of selecting Page 1, Page 2, or Page 
1+2 when the PAGE switch is set to the 1+2 position. 


Table 2-2. Internal CRT Controls (see Paragraph 1.4.3). 


Control/indicator | Position/Function 


BRIGHTNESS : | Adjusts brightness of CRT display to desired intensity. 


CONTRAST Control is adjusted to set desired display contrast. 


VERTICAL SIZE — Control is set to provide desired vertical dimension of CRT image 
area. 


VERTICAL LINEARITY | Control is set to produce equal spacing between scan lines from top 
to bottom of CRT. Characters should be of equal amplitude at top 
and bottom of screen. 


WIDTH Control is set to produce the proper width of CRT image area. 
HORIZONTAL LINEARITY Control is set to produce equal character spacing (horizontal scan 


velocity) throughout total scan length. Character width and spacing 
should be identical at both the left and right sides of image. 


FOCUS Control is set to produce clearly-defined characters. 
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Table 2-3. Access Pane! Controls and Connectors. 


Control/Indicator ? Position/Function 


| AC CONNECTOR The AC Line Cord is connected to this connector to supply primary 
AC power to the equipment. 


FUSE Overcurrent protection device, 3.0 amp slow-blow. 
115/230 VOLTS Switch is set to correspond with source of primary power, 


VIDEO OUTPUT | Type BNC connector used to supply composite video and sync signal 
to external display instrument. Signal is 2 volts P/P. 


AUXILIARY CONTROL | 50-Pin Amphenol Connector used for control and signal interface 
CONNECTOR with INTERSHAKE. 


2.2.1 DTM-2 Control of Data Format 
With the DTM-2, the INTERVIEW will display dual-line Full Duplex. The receiver internal to 
INTERVIEW must be controlled to be compatible with the receiver in the DTM-2. All data format control signals 


are provided through the cable for: 


e SPEED (Internal/External) Derived clock is not available to the INTERVIEW 
receiver 


INFO BITS 

®@ PARITY 

@ SYNC, ASYNC 

© SYNC BITS (Uses Function 90, see Paragraph 3-2.) 

@ SDLC (NRZI not available on INTERVIEW channel.) 
2.3 TYPICAL OPERATING SEQUENCES (DTM-2) 
2.3.1 Display of Program Listings in LOAD Mode 

In the LOAD mode, the DTM-2 automatically conditions the INTERVIEW to display the DTM-2 
program listing. The FDX position is electrically selected so that DTM-2 DATA are displayed on the top and 
every alternate row; the corresponding Function numbers are displayed in the second and every alternate row. 
(Hex is automatically selected for the Function row so that the 2-digit function number is displayed.) Any 


program step with a function that does not relate to transmission characters will be displayed reverse image, and 
Data will be displayed in HEX. © 
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Display Sequence 


1. The DTM-2 is set to the LOAD mode. The Data Switches are set to FO and. the 
FUNCTION switch is set to 99. Si 


2. Select AUTO FREEZE then CLEAR the INTERVIEW 
3: Operate the STEP switch on DTM-2 to display Step 00. 
4. Operate the UP switch on DTM-2 to scroll the program onto the INTERVIEW. 


5. Note that the DATA or FUNCTION switches on the DTM-2 may terminate the 
scroll if DATA FO or FUNCTION 99 are in the Program being listed, repeated 
operation of the UP switch will continue the scroll. 


NOTE 


When in the LOAD mode, the CLEAR push button will initiate a 
display of the HEX character indicative of the SPACE character 
for the code selected on the INTERVIEW and is not representa- 
tive of the contents of the Program Memory. As steps are 
displayed, the contents of the Program Memory will appear. 


2.3.2 Display of Program Listings in RUN Mode 


In the RUN mode, the operator may select HDX or FDX. In HDX the data analyzed by the DTM-2 
will be presented to the INTERVIEW. In FDX the data analyzed by the DTM-2 will be presented to the top and 
alternate rows, while data on the second signal path will be displayed on the second and alternate rows. Signals on 
the TD and RD paths will be displayed maintaining vertical time correlation for characters occurring at the same 
instant on the data path. Should one path be “‘silent,’’ an internally-selected ‘‘Tili’’ syrnbol will be displayed to. 
maintain time correlation with the active path. 


Sequence 


1. On the INTERVIEW, set the FREEZE control to RUN, PAGE switch to 1+2. This 
enables the DTM-2 to perform these functions under program control. 


2. Set other INTERVIEW controls as may be appropriate to the test. 
3: To terminate a test, depress the STOP MARK button on the DTM-2. 
4. While the test is running, use of the Manual Freeze control on the INTERVIEW will 
prevent the program from clearing the display. Multi-Page control will continue to 
be under the DTM-2 control, if so programmed. 
2.3.3 Display of Test Results in PLAY Mode 
In the PLAY mode, the operator may select HDX or FDX. FDX displays the Results Memory in the 


same format as LOAD displays the program listing. Data is displayed on the top and odd lines; and Functions are 
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displayed on the even lines. Non-character transmission functions will appear in reverse image. In HDX, the Data 
will be displayed with reverse image for non-character transmission-related data. 


Sequence 


The display technique for the Play Memory is similar to that for the LOAD mode. Reset to STEP OO, 
step down to STEP 63 (last page), then operate CLEAR switch. Then step UP. 


2.4 TYPICAL OPERATING SEQUENCES (DTM-1) 
2.4.1 Display of Program Listings in LOAD Mode 
In the LOAD mode, the DTM-1 automatically conditions the INTERVIEW to display the DTM-1 
program listing. The FDX position is electrically selected so that DTM-1 DATA are displayed on the top and odd 
rows and the corresponding Function numbers in the even rows. (Hex is automatically selected for the Function 
row so that the 2-digit Function number is displayed.) Any program step with a function that does not relate to 
transmission characters will be displayed reverse image and the Data will be displayed in HEX. 
Display Sequence 
1. Select AUTO FREEZE, then CLEAR% the CRT. 
2. Operate STEP on DTM-1 to display Step 00. 
3: Operate UP on DTM.-1 to scroll the program onto the INTERVIEW display. 
*NOTE 
When in the LOAD mode, CLEAR will write a HEX character 
indicative of the SPACE character for the code selected on 
INTERVIEW and is not representative of the contents of the 
Program Memory. As steps are displayed, the contents of the 
Program Memory will appear. 


2.4,2 Receiving Display Data in RUN Mode 


When the DTM is in the RUN mode, the operator may only select HDX. In HDX, the data analyzed 
by the DTM-1 will be presented to the INTERVIEW. 


Sequence 


1. On the INTERVIEW, set the FREEZE switch to RUN, PAGE switch to 1+2. This 
enables the DTM-1 to perform these functions under program control. 


2: Set other INTERVIEW controls as appropriate to the test. 


3, Leave the DTM-1 in the RUN mode, and set the INTERVIEW FREEZE switch to 
MANUAL position. When RUN indicator on DTM-1 de-energizes, alternate lines on 
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‘the INTERVIEW will appear in HEX. If this is undesirable, the last step in the 
program could be “WAIT FOR RI OFF”; then with RI patched ON, the step could 
never be completed. This would allow the RUN indicator to remain energized. 


4. While the test is running, setting the FREEZE control to the MANUAL position on the 
INTERVIEW will prevent the DTM-1 program from clearing the display. 


2.4.3 Display of Test Results in PLAY Mode 

With the DTM-1 in the PLAY mode, the operator may manually select display of HDX or FDX. FDX 
displays the Results Memory in the same format as LOAD displays the program listing. Data is displayed on the 
top and odd lines and Function on the even lines (low intensity). Non-character transmission functions will also 
be displayed reverse image. In HDX, the Data will be displayed with reverse image for non-character 
transmission-related data. 

Sequence 

The display technique for the Play Memory is the same as for the LOAD Made. 
2.5 CODE SELECTION 


2.5.1 General 


The operator may choose up to six data codes for translation of any input data. The six codes consist 
of four standard codes and two optional customer-specified codes. (Refer to Paragraph 1.4.4.) 


STANDARD: ASCII 
- EBCDIC 
SELECTRIC 
| EBCD 
OPTIONS: — BCD and REV BCD or 


BCD and REV EBCD or 
BAUDOT and FIELD DATA or 
BAUDOT and REV BCD 


Translation for display always follows the conventions of the selected code, regardless of how the 
input data may be coded. When the CODE selector switch is set to a code which does not correspond with the 
coding of the input data, the display will be unintelligible. Code translation charts for the above codes are 
provided in Appendix C of this manual. 


2.5.2 Shift Codes 


All Shift Codes will display the HOME character on the screen in the “‘unshift”’ set. The instrument 
logic assumes a preceding unshift character until it is updated by the next received “‘shift’’ character. 
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CODE HIGHLIGHT 


-SELECTRIC 
EBCD 


-s.| 
ok 


TOTAL CONTROL 
SCREEN 


ke OCTAL - 


FREEZE CLEAR 
AUTO 


@ 


MANUAL 


Figure 2-1. INTERVIEW Front Panel Controls. 
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2.6 DISPLAY SYMBOLS AND FORMAT 
2.6.1 Display Font 


The display font (letter and symbol style) used in the INTERVIEW is the ANSI Standard for a 7-bit 
code. This symbol set is shown in Figure 2-2. The ASCII code for this set is referenced at the top and side of the 
set. (The code shown is in the order of transmission; i.e., AO = Least Significant Digit.) Each character of the set 
is composed of a number of dots in a 7- by 9-dot matrix. 


2.6.2 Display Format 


Data may be displayed by the INTERVIEW by the use of three separate formats: Text, Hexadecimal, 
and Octal. These formats are described in the following paragraphs. 


2.6.2.1 Text Format 


When the INTERVIEW is set to display characters in TEXT, the display consists of the character set 
shown in Figure 2-2. However, in instances where an input character has no defined symbol, the character is 
displayed in HEXADECIMAL and will blink only on units prior to Series ““A’’ to alert the operator that an 
undefined character has been received. In EBCDIC/BI-SYNC, the cursor addressing characters and BCC 
calculations are included in this category. Examples of TEXT display are shown in the left-hand column of Figure 
2-3. The display symbols associated with each of the possible eight (8) input codes are shown in Tables 2-4 
through 2-11. 


2.6.2.2 Hexadecimal Format 


An eight-bit code provides 256 unique combinations which can be displayed as two hexadecimal 
digits. The INTERVIEW provides a hexadecimal display format of two digits per input character, with the two 
digits aligned diagonally in one symbol position. Examples of the hexadecimal display format are shown in the 
center column of Figure 2-3. The hexadecimal equivalents of binary input data are provided in Appendix C of 
this manual. 


2.6.2.3 Octal Format 


The 256 unique combinations provided by an 8-bit binary code can also be displayed as three octal 
digits. When desired, the INTERVIEW provides an octal display of input characters as shown in Figure 2-4. In this 
format, the symbol position is divided into three (3) sections for the octal representation. The left-hand section 
of the symbol position is used to display the first (most significant) using a vertical column of up to three dots. 
The three-dot display capacity provides a choice of four digits (0, 1, 2, 3) as the most significant digit. 


The remaining two digits of the octal format are displayed in a vertical column at the right of the 
symbol position, with the least significant digit at the bottom (see Figure 2-4). 


Examples of the octal display format are shown in the right-hand column of Figure 2-3. 
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4 


1000 


0010 


0001 


Oo 


t 


en | 
} 


a) 


fal | entero) 


Looe piece ered 


ll bopcaScecs 


iigicri Rte oll lalcleatd 


CoBCoOOEOC 


amerronts 


00 


D6 


i renee, aera 


SEL DSS5 | Tce pecuetcae 


@ 2 cCoercoc 


| sere Jeera 
nv Triti i? 3 


annie Liz =: ee ee | 

ceepnoagel pane S22205. 8 | Soma eee SGESSCOSS | 
eaeeend 5a PTatatotetatastet “2 ato g. 2555) SESS soh ee 

ea eee aaa eoeeeeene | ~-_esaee 

mie tl Be peeremrene | ‘ i 

S886 iLL | DLS SSSo | estecice! eSlSsls ' 

Pitt » Prt tt tote 


ceac 


SSeS aeccms 


aa eect | 


etsteteistatst ta 
= ccoef 


voce tG 


Lutieaeaese | SSeS 
Re mer Ty 
(Gen Cenm= 
sae toca 
i 
ai 
. ett itt maa 1) | be 
2oeesee—— Pretereseiies Sis ese 
2 Gos aenearege 
= Gr2Sc: COoCcsecCoRBC 
SREEBeed [2c eccoos 
. SCOSCOSS | SBGmo0cCa 
s > itt ttt] 00 toteteletatetetel Melatel _jelatatel 
= : eemeeccc’c] BOTT ICo Ce! BCICCaCCS | SooCesaRc 


» DOOCOICECEL SEB" B dnb 


1SCCCOMES 


ere) 


ewemens 1 sei | 


ecccosoccce 
ecccscoce 


BUCCBCUCS 


ge cocecoc 


BCCCBTOCB 
SIEBSCCOE 


CB8SBECC los 


Bcorcsccce 


sce e 


@socesccesc 


SOCSCrIas 


gcocsca@cc 


BOCOCEECCO 


ge l2occce3at 


SBcocescsda 


BCcoosCOCoC 
SESEBES 858 


oQo00coeonug 
30000CcCo0na 
OOO0CCCOS 


COBsEgeaEs 
o3eB000s8ocd 
ecocogccs 


CSCC CsCl 


—SGeen— a 


oaienlen raskennesiaeias tant 


oeccEccre 


oar 


art 11 latetete 


mi] orerer 


Booosgogscc 
eocoe@8cocc 
go0ce8cooo 


POCO CGSaC 


ScSCsBcCcClc 


| ecomecoecS seeeeeess| scocoacce 
| 2 ECSSeeg SBO0O00CCOOB8] gscoocogcon 
©) glesecoce | ecllomecces | scaccoo0s | Sosdoccls| sscecmecca 
TMECCBECOCT | SRREBOCSTS |) Ccoo00odoCO | “SDOOSCOTl | DCaesesse 
lo) ~~ COSBsaE— sceccccue | GOSGCCCCS | :Cemmeeeec!] [eeeell 
- 46) CB0CCOCOB8 | TSOSSCCOoM@ | SGCOGCOOCC | sSe00000s) SCOocECcos 
® O08; 2cCeocccscces |} GsSoCocoocs | #coscocos 
sea @| (882 cesses | oc cCoCcC00000 | so0cCReoCcOos 
a Cl wsecoccecoce | co00goccoco | scoooogo00e vd 
5 C | sCSSmCosc SOO0C00eOS | SCOOCOSDS;) ISCCOCCBC 
s Cl @s8@8eeaccoc ! COOCcOCOC | Ceeeeeseo| —CBEBEEoO 
° © ° @ o o 
x x x x x joa 
= - 
=) S 


goocecdovda 
gecooscoo00 


T_| jepieisjets) 


Pistctatat tetste 
gs2o0CCCa8cCco 
a@cocosgocc 
3800s000C 
SSR8e8 888 


Shifted character. The character is shifted three rows to R3 at the top of the font and R11 at the hottom. 


Figure 2-2. 128-Character ANSI Symbol Set for Data Communications 


‘ 


Formed in 7 x 9 Dot Matrix Display Format. 
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_ TEXT HEX OCTAL 


ASCII 
EVEN PARITY 
01000001* 


ASCil 
ODD PARITY 
11010011* 


EBCDIC 
01011011* 


EBCD (LC) 
0100011* 


EBCDIC 
00110010* 


*Least Significant Bit ( LSB) is on right, and is transmitted (or received) first. 


Figure 2-3, Examples of Display Format in 
Text, Hex and Octal. 
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SECOND 
MSD DIGIT LSD 
TET ms 
ryr i | 1? 34 
ahanneae 
Lieb Lo _ Fy 
(000) (235) 


Figure 2-4. Octal Display Format Grouping 


in Symbol Position. 
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changes are effective: 


OM 860A HEX O7 
60 
61 
Table 2-4. Input Address and Corresponding Output 79 
Display Symbols for EBCDIC Data Code. At 
EO 
[ow [ow [SE [im [BE [vm [8 [ome [ 
ADDR | SYMB. | ADDR | SYMB. | ADDR | SYMB. ; ADDR | SYMB. | ADDR | SYMB. | ADDR 
| 00 Ny | 30° 3p 60* 6 | 90° 9 | co {; | Fo 
| 91 j | F1 
92 k F2 
93 F3 
94 m F4 
95 n rs 
96 a) F6 
97 p F7 
98 q F8 
99 r FQ 
9A* 9p FA* 


2F BL | 5F* 5 
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*Symbol will be displayed in OCTAL when CONTROL CHARACTER switch is set to OCTAL. 


DISPLAYS 07 
- (minus) 
/ (slash) 
‘ (accent) 
\ (reverse 
slash) 
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Table 2-5. Input Address and Corresponding Output 
Display Symbols for ASCII Data Code. 


| HEX | | HEX | Hex | =| 
| ADDR | symB. | ADDR | symB. | ADDR | 
00 Ny | 20 | 40 


21 
22 


~*~ 


mr" sr eo * © OA oO S&F fo 


= 2 GT. 


oon © OH PR WHS =| CO] ™ ~ 


i ~ 
> ~™~ ~T"N <M XK BK CoIA MWBWOVDOBZHaPrPr ASE" TAa™™™OOW D 6 


lew NK KS Sc Fw 


~~ V 1) 
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Table 2-6. Input Address and Corresponding Output 
Display Symbols for EBCD Data Code. 


(1) NOTE: These characters are undefined in EBCD. The INTERVIEW uses these two 
characters to generate the fill symbols in FDX. 


*Characters will be displayed in OCTAL when CONTROL CHARACTER switch is set to OCTAL. 
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Table 2-7. Input Address and Corresponding Output 
Display Symbols for SELECTRIC Data Code. 


1 
m 
X 
g 
Q 
§ 
h 
y 
7 


@ NOTE: These characters are undefined in SELECTRIC. The INTERVIEW © 
uses these two characters to generate the fill symbols for FDX. 


*Characters will be displayed in OCTAL when CONTROL CHARACTER switch is 
set to OCTAL. | 
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Table 2-8. Input Address and Corresponding Output 
Display Symbols for BAUDOT Data Code. 


SYMB 


HEX 
| ADDR FIGS LTRS 


—| 


12 
13 
14 
15 
16 
17 
18 
19 
1A 
1B 


>, or ope GOHN~ 


~<€< X*Eeodo.Qnaounvnd0drcnritvt< ZT Soren 


oe | 
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Table 2-9. input Address and Corresponding Output 
Display Symbols for FIELO Data Code. 


S- 


| HEX | HEX | HEX | HEX | 
| ADDR | symB | ADDR | symB | ADDR | SYMB | ADDR | 
| oo 0 | 10 K | 20 ) | 30 


01 &® | 11 
02 A | 12 
14 
15 
16 
17 
18 
19 
1A 
1B 
Te 
1D 
1E 
1F 


31 
32 


N< x S<cHaAwmwmwovvdE?zazser 
“© BON OO PWN = 


“——=~— tr oOonmmnoend ws 
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Table 2-10. Input Address and Corresponding Output 
Display Symbols for REVERSE ESCD Data Code. 


J 
K 
L 
M 
N 
O 
p 
Q 
R 
[ 


‘re -~ © B22 SF ® Ew 


G@) NOTE: These characters are undefined in REVERSE EBCD. The INTERVIEW 
uses these characters to generate the fill symbols for FDX. 


*Characters will be displayed in OCTAL when CONTROL CHARACTER switch is set to OCTAL. 
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Table 2-11. Input Address and Corresponding Output 
Display Symbols for REVERSE BCD Data Code. 


@ 
/ 
Ss 
t 
u 
v 
w 
Xx 
y 
z 


N< x SeecuHaans 


> 
> 


— = 
© 
= 
©) 


@ ‘NOTE: This character is actually undefined in REV BCD. The INTERVIEW uses 
this character to generate one of the fill symbols for FDX. 


*Characters will be displayed in OCTAL when CONTROL CHARACTER switch is set to OCTAL. 
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SECTION Ill 


DISPLAY CONTROL BY DTM-2 


3.1 GENERAL 


While a test with the DTM-2 is in progress, the display features of the INTERVIEW can be controlled 
by certain test functions of the DI M-2 test program. Program functions which controi the display features of the 
INTERVIEW are outlined in the following paragraphs. 


3.2 FUNCTION 90 — SYNCHRONOUS SIGNALS 


When the INTERVIEW and INTERSHAKE II are used in testing a synchronous circuit, the 
appropriate SYNC character must be entered into the DTM-2, and in full-duplex (FDX) operation, into the 
INTERVIEW also. 


The SYNC character is loaded into the DTM-2 and INTERVIEW by using Function 90 and the SYNC 
character. The INTERVIEW contains an AUTO SYNC circuit which will initiate synchronized operation after 
receiving two SYNC characters. These characters are not displayed by the INTERVIEW; any character which 
follows the two SYNC characters will be displayed. When seven or eight consecutive characters with no 
transitions occur (FF or OO), the receiver will disable synchronization, and data input to the INTERVIEW ts 
inhibited to increase the effective display of significant data. 


NOTE 


When using DTM-2 equipment with serial number D241 or below 
in FDX synchronous operation, the SYNC CHARACTER must 
be entered as follows: 


1s In LOAD mode, enter SYNC CHARACTER using BIT 
SWITCHES and ENTER push button. 


2 Step down one step to observe (on the DTM-2 Data 
Display) the SYNC CHARACTER which has been entered. 


3. Depress ENTER SYN BITS switch on DTM-2 while the 
character is being displayed. 


4. Write over the (dummy) entry of STEP 1 if necessary. 


5. DO NOT USE FUNCTION 90 as part of the test program. 
Such use will automatically update SYNC character to an 
unknown random character. This character will be any 
character which is occurring on the receive bus at the time 
FUNCTION 90 is executed during the program. 
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3.3 FUNCTION 95 — SYNC SEARCH 


When the DTM-2 receiver is not in synchronization, no data will be routed to the INTERVIEW. This 
condition may be induced by using a Function 95 in the test program, where the SYNC SEARCH mode is forced. 


For example, when the display must be “quiet’’ after a certain test sequence (to preserve a display), a 
Function 95 will immediately inhibit any new data until anew SYNC character sequence is recognized in the data. 


3.4 FUNCTION 39 — CRC CALCULATION 


Function 39 is used in a test program to check the CRC calculation. The CRC characters will be 
displayed by the INTERVIEW while the calculation is being performed. 


NOTE 


When using DTM-2 equipment with serial number C238 and 
below, the CRC characters will not be displayed, but will repeat 
the character preceding EXT and the ETX. 


3.5 FUNCTION 94 — PERIPHERAL CONTROL 


Function 94 is used to activate any of eight flags which initiate control of the INTERVIEW. These 
flags are selected using the “‘X” portion of the hexadecimal data character “XY.” The “Y"’ portion can then be 
either a ‘"1"" to enable the flag or a “0” to disable the flag. The flags are assigned as follows: 


FLAG INTERVIEW CONTROL 


CLEAR 

PAGE 1 

PAGE 2 

FREEZE 

UNASSIGNED | 
REVERSE ENHANCEMENT 

LOW INTENSITY ENHANCEMENT 
BLINK ENHANCEMENT 


“WO OF PP WHY —= O 


These control flags initiate control as follows: 


®@ CLEAR The CLEAR operation requires two milliseconds 
delay to ensure that data will be displayed following 
the operation. Thus, a preferred sequence is: 


FUNCTION DATA OPERATION 
94 ny CLEAR ON 

- 80 02 DELAY 2mS 
94 00 CLEAR OFF 


The CLEAR operation also returns the CRT cursor to the HOME position. 
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@ PAGE 1 The PAGE selection permits display of PAGE 1 or 
PAGE 2 PAGE 2. Without this selection, the display 
automatically shows the 1024-character composite of 

PAGE 1+PAGE 2. 


e FREEZE Freezes display in three microseconds and inhibits 
display of new data in any mode. When used, the 
DTM-2 cannot clear screen. Display can be cleared 
manually. 


REVERSE This flag initiates display of character(s) with reverse 
video, providing black symboi on white background. 


LOW INTENSITY This enhancement causes character or symbol to be 
displayed at reduced brightness. 


e BLINK This enhancement causes a displayed character to 
blink ON and OFF at approximately one-second 
intervals. 


| Combinations of REVERSE, LOW INTENSITY and BLINK can be programmed to provide up to 
eight unique enhancements. 


3.6 HALF-DUPLEX SYNCHRONOUS OPERATION (HDX) 


For HDX operation, the receiver in the DTM-2 if fully programmable. The following Functions 
should be used: | 


FUNCTION DESCRIPTION 


90 - Enter SYNC bits. (See Paragraph 3.2.) 
94 Peripheral controller will be initialized by the start switch to enable 


normal display; e.g., enhancements are OFF, FREEZE is OFF, 
PAGES 1 and 2 controlled by front panel switch on INTERVIEW. 
Set Enhancements as desired. 


95 AUTO SYNC (HEX 10) will present Receive data to the 
INTERVIEW until eight PAD or NULL characters are received. HEX 
14 will inhibit the data to the display after four PAD or NULL 
characters. This eliminates INTERVIEW space filled by idle time. 


NOTE: Timing should NEVER be estimated by counting IDLE 
characters on the CRT display. 


3.7 SDLC OPERATION 


In SDLC the following Functions must be used in either HDX or FDX: 
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FUNCTION — DESCRIPTION 
90 Enter SYNC bits as 7E 
94 — Peripheral Controller 
95 AUTO SYNC 


96 SDLC Mode selection 


NOTE 


The Receiver in the INTERVIEW will delete ‘O” and display 
data. NRZI decoding is NOT included for the INTERVIEW 
receiver in FDX (this is the only limitation with FDX). 


3.8 AUTOMATIC SYNCHRONIZATION (AUTO SYNC) 


The AUTO SYNC (Function 95, Data 10) maintains synchronization of the receiver logic at all times 
in both INTERVIEW and INTERSHAKE instruments. There is no requirement for b/t shifting or bit sliding. 
When a short IDLE period occurs, the following SYNC characters may not be delayed an exact multiple of 
character times. The following SYNC character will occur “bit shifted’ from its anticipated position. The 
receiver, upon receipt of the entire SYNC pattern (one or two characters as selected), will automatically become 
synchronized. During the receipt of the skewed SYNC characters, they will be assembled bit skewed and will be 
displayed on the INTERVIEW as random characters (depending on the number of Bits skewed) until a complete . 
SYNC pattern is received. 


An example of skewed SYNC characters is found in most BI-SYNC Polling sequences: “SY, SY, SY, 
ET, IDLE, SY, SY, 40, 40...’’ The IDLE is usually four bits long; therefore, the second pair of SYNCs will be 
displaced four bits. The INTERVIEW will DISPLAY: “SY, ET, F3, 23, 40, 40...’ Had the IDLE been 12 bits 
long, the display would be: “SY, ET, FF, F3, 23, 40, 40...” It should be noted in these examples that only the 
SYNC characters appear skewed. Skew is eliminated after the first complete SYNC pattern has been received, 


3.9 SCREEN FULL SENSING 
When the INTERVIEW screen is full, a logic signal is available to the DTM-2. This signal may be 
tested in several ways using Functions 73, 75, 77 and 78 and Data Bit 1 instead of the RS-232 interface leads, as 


follows: 


FUNCTION DATA | DESCRIPTION 


73 01 Wait until screen is full (receive data will display until 
screen is full, then next step can Freeze the display). 


75 01 Interrupts when screen is full. The interrupt Vectors 
_ _ to step 60 (last page) and should be serviced within 2 
mS to freeze the display before vertical retrace 

completes. 


77,78 01 Jump decisions can be used to continue a repeated 
program or sub-routine until the screen is full. 


Note the signal is true or ON until the screen is full. When the screen is full, the signal is 
OFF. | _ * 
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3.10 PROMPTING MESSAGES TO INTERVIEW 


MESSAGES to operator via INTERVIEW. Comments can be programmed into the DTM and 
written to the INTERVIEW to explain a test result or call the attention of the operator. 


When the DTM-2 is in the ON-LINE (or MONITOR) mode, the transmitter in the DTM-2 can 
not transmit onto either the TD or RD leads. However, the transmit Functions 50's and 60's operate 
internally at the selected data rate. Using these functions to send specific characters or messages will 
initiate their display on the INTERVIEW without disrupting the data path being monitored. Enhancements 
are also operative, to allow the “comment” from the DTM-2 to be clearly highlighted. 


NOTE 


In the OFF line mode the Auto-Panel Function 93 can be 
used to momentarily place the DTM-2 in the monitor TD or 
RD mode so the comment can be written to the 
INTERVIEW without transmitting it onto the circuit under 
test. Temporary selection of the highest data speed using 
Function 92 (e.g., INT OSC 56KBS) will shorten the time 
required to write the comment. 


3.11 FULL DUPLEX OPERATION IN TEST MODE 

This configuration permits the operator to observe the response of various system equipment to 
a local test. In the TEST MODEM or TEST TERMINAL configuration, the serial data applied to the 
INTERVIEW originates from the “‘other’’ source. For example, in the TEST TERMINAL configuration, the 
serial data signal is obtained from the MODEM. 

In order to observe FDX, the following manual operations are required: 

1. The equipment not under test must be disconnected from the DTM-2. 

2. The TD and RD test points on the DTM-2 must be patched together. 


NOTE 


This is the on/y configuration which requires that the equipment 
not under test be disconnected. 


3.12 SIGNAL PATHS FOR TEST CONFIGURATIONS 
The two basic signal paths established by the DTM-2 and INTERVIEW are shown in Figures 3-1 and 


3-2. Figure 3-1 relates the ‘“Test Mode,” where TEST TERMINAL or TEST MODEM is selected. Figure 3-2 shows 
the signal path while the DTM-2 is used as a monitoring instrument. 
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_ PATCH CORD 
TEST POINT &. “= Re | 
b TEST SWITCH © 
0 0 ae - term | 
| eee TD 
ret POINT 
\) 


RD 
, RD ; 


INTERVIEW 
SERIAL SIGS | 
TO FDX REC 


POSITION BY FUNCTION 


| | 
| 

: | 

— | | 
TRANSMITTER | ; RECEIVER | 
| 

| | 

| 

| 

| 


| PARALLEL SIGS 
E.. 


SSE EN FET SOTERTED SRUE RR TERED ERD TES CRE SOURED FREER TRY TERED REC: MENT KCLIRINERD ROUT 


PATCH CORD is only required for FDX display when DTM-2 
is in TEST MODEM or TEST TERMINAL mode. 


Figure 3-1. Signal Patch for INTERSHAKE (DTM-2) and 
INTERVIEW in Test Mode. 
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3 


ACTIVITY 
DETECTOR 


[~" “"NTERVIEW 


INTERVIEW 


> CHANNEL 2 


| 
: 
| FDX RECEIVER 
| 
| 
| 


SEENOTE2  —~O— > CHANNEL 1 
SEND = 


ee ete ee Tee 


DTM-2 


NO SERIAL OUTP 
O SERIAL OUTPUT TRANSMITTER 


NOTES: 


1. Sl is manually selected on the Front Panel (or by Auto Panel 
Function 93). | 
2. Receiver Data are always presented in the RUN mode EXCEPT: 
A) Function 90 to enter SYNC bits 
B) Functions 50, 51, 52, 53, 54 and 60 thru 67 presents 
send Data characters. 


Figure 3-2. Signal Path for INTERSHAKE (DTM-2) and 
INTERVIEW in MONITOR mode. 
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SECTION IV 


DISPLAY CONTROL BY DTM-1 


4.1 GENERAL 


Display control of the INTERSHAKE | (DTM-1) is somewhat limited, as opposed to control of 
the INTERSHAKE II (DTM-2). Availabie controi functions are outlined in the following paragraphs: 


The DTM-1 presents receive data only to the INTERVIEW. The HDX/FDX switch on the 
INTERVIEW may not be operated in the FDX position. 


While the DTM-2 presents transmitted data (FUNCTIONS 5X, 6X) to the INTERVIEW, the 
DTM-1 presents only received signals. 


4.2 DTM-1 CONTROL FUNCTIONS 


The DTM-1 can be programmed to contro! the INTERVIEW display using the following 
Functions: 


FUNCTION DATA DESCRIPTION 
70 02 Enables display 
71 02 Freezes display 
70 XX Reverse ON (Patch selected control) 


71 XX Reverse OFF (lead to DET T.P.) 


The following Enhancements are automatically obtained: 


Enhancement | Responds to | 
LOW INTENSITY Low intensity is assigned to active data on the RD lead. 
BLINK Characters containing Parity Errors will blink. 
4.3 TESTING SYNCHRONOUS SIGNALS 


The INTERVIEW will display data after it is in SYNC. The DTM-1 must be programmed with the 
correct SYNC character, either manually or with Function 90. One or two SYNC characters can be selected 
within the DTM-1 by using a strap. The INTERVIEW will not display the first SYNC character when in the 
two-character SYNC mode. 


The criteria for being OUT SYNC are also important because the DTM-1 must be out of SYNC to 
look for new SYNC (whereas the DTM-2 has AUTO SYNC). Refer to the DTM-1 manual for the OUT OF SYNC 
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convention. See also “INTERSHAKE ANSWER” No. 23. Generally, after the information is extracted from the 
signal, a SYNC SEARCH FUNCTION 95 will quiet the receiver (no more INTERVIEW data will be displayed) 
and enable it to look for the next SYNC pattern. 


4.4 PROMPTING MESSAGES TO INTERVIEW 


Comments or messages can be programmed into the DTM and displayed to the INTERVIEW, 
Alert the operator by using “AUTO PANEL” Function 93 to select SELF MONITOR. The internal receiver 
will then receive the prompt message and display it. 


When the DTM-1 is in the ON-LINE (or MONITOR) mode, the transmitter in the DTM-1 
cannot transmit onto either the TD or RD leads; however, the transmit Functions 50s and 60s will operate — 
internally at the selected data rate. Using these functions to send specific characters or messages for 
comments will display them on the INTERVIEW without ape the data Path Beng: monitored by 
using Function 93 to select SELF MONITOR. 


NOTE 


In the Off-Line mode, the Auto Panel Function 93 can be used to 
momentarily place the DTM-1 in the SELF MONITOR mode so 
the comment can be written to the INTERVIEW without 
transmitting it to the circuit under test. Temporary selection of 
the highest data speed will shorten the time required to write the 
comment. 


The Reverse enhancement is also operative, thus allowing the “comment” from the DTM-1 to 
be clearly highlighted. 


4.0 


OM 860A 


SECTION V 


INTERVIEW APPLICATIONS (DTM-2) 


5.1 GENERAL 


The applications covered in this section are typical examples of how the INTERVIEW may be 
used in practical test configurations. Applications are shown for operation with the INTERSHAKE II 
(DTM-2) instrument. 


The following paragraphs show techniques for programming the DTM-2 to provide control of 
the INTERVIEW display. 


The START switch on DTM-2 initializes the INTERVIEW controls to UNFREEZE, 1024 characters 
(Page 1 + 2), and Enhancements OFF. These controls may be generated at any point in the user's test program to 
obtain the desired display characteristics. 


5.2 MONITOR: DISPLAY ALL DATA ON TD AND RD (Single Line) 


Select the TEST TD/RD position on the DTM-2 so the DTM-2 will assign itself to the active 
signal path. Enhance the Receive Data by REVERSE image to assist in distinguishing between Transmit 
and Receive Data. 


5.2.1 Circuit Description 


SYNC 
® BI-SYNC Protocol, EBCDIC 


e FDX, Point-to-Point, idle time between turn-around of system (transmission is 
not simultaneous on both paths). 


5.2.2 DTM-2 Set-up 
CONTROL SETTING 
BIT RATE EXTERNAL (use modem clocks) 
INFO BITS 8 
PARITY NONE 
SYNC/ASYNC SYNC 
TEST . TD/RD 
CONTROL EIA (toggle) OFF 
EIA (toggle) EIA 
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5.2.3 INTERVIEW Set-up 
CONTROL SETTING 

FDX/HDX HDX 
CODE EBCDIC 
PAGE 1+2 
FREEZE RUN 
TOTAL SCREEN TEXT 
CONT. CHAR. ABBREV. 

5.2.4 Program Techniques 


See Program Form (Figure 5-1). 
NOTES 


1. A maximum of 8 idle characters (PAD-FF or NULL-00Q) 
will be displayed by the CRT. Idle characters will then be 
inhibited in order to use the display more efficiently when 
long turnaround times exist in the system under test. © 


2. The two characters following an idle period of less than 
eight characters in duration are to be disregarded. They can 
be SYNC characters that are bit-skewed by an idle period 
not containing a multiple of eight bits. See Paragraph 3.3 
for an explanation of AUTO SYNC operation. 


a Timing should not be inferred by counting idle FF 
characters. Use the DTM-2 time duration measurement, 
Function 87. | 


5.3 MONITOR: DISPLAY ALL DATA ON TD AND RD (Dual Line) 


Select the TEST TD or the TEST RD position on the DTM-2 as desired. Data from the selected lead 
will be presented to the DTM-2 for program analysis ard will be displayed in full intensity on the CRT. The data 
on the other (non-selected) path will be displayed on the CRT in low intensity. No other enhancement is 
necessary to distinguish the TD from the RD data. 


5.3.1 Circuit Description 
® SYNC 
@ 


BI-SYNC Protocol 


@ FDX — Simultaneous transmission in each direction is permitted. 
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TITLE: FILE NO. 


MONITOR: DISPLAY ALL DATA ON TD AND RP (Single Line) 


(SHEET 7 OF 7 
| DESCRIPTION: fj 
For displaying synchronous data occurring on both the TD and the RD leads in 
in systems using non-simultaneous transmission. Refer to paragraph 5.2. 
OBJECTIVE: 


| RY | APPLICABLE | 
INF 10 
} | FUNCTION DESCRIPTION/COMMENTS aaa 
FUNCTION} | OR CIRCLE) 

| | —-- seed 2 a kor | 
90 Enter SYNC Bits | i | ERCDIC 


95 | AUTO SYNC 
| RD ACTIVITY = REVERSE IMAGE 


SYN CHARACTER 
HEX 32 


TERM / MODEM | 


|MON SIGS(NORMALD 


| [PATCH CORDS 


| [CONTROL EIA (WV. 24)f 


| [COUNTER ZONE 


“J 


CONTINUEON  —————S—S~S*~*C*SACTLANTI RESEARCH CORP. 
OTHER SID ALEXANDRIA, VA. 22314 (703) 354-3400 


OTHER SIDE 


Figure 5-1. 


43 


OM 860A 


5.3.2 DTM-2 Set-up 
CONTROL SETTING 
BIT RATE EXTERNAL (MODEM CLOCK) 
INFO BITS 8 
PARITY BITS NONE 
ASYNC/SYNC SYNC 
TEST TD or RD 
CONTROL EIA/OFF OFF 
EIA/MIL EIA 
5.3.3 INTERVIEW Set-up 
CONTROL SETTING 
FDX/HDX FDX 
CODE EBCDIC 
PAGE 1+ 2 
FREEZE RUN. 
TOTAL SCREEN TEXT 
CONTROL. CHAR. ABBREV. 
5.3.4 | Program Technique 


See Program Form (F igure 5-2). 
NOTES 


1. Data are written on the INTERVIEW two lines at a 
time. The time correlation is indicated by horizontal 
time slots. For example: 


.. ABCD... 
502 ix; '5 


The Q occurred after B, but before C. 

2. TIME FILL symbol (.) or (#) is presented to the screen 
to indicate that no character was present on that Path 
between two consecutive characters on the other Path. 

3: When either receiver is out of Sync, in the DTM-2 or 
INTERVIEW, a time fill symbol will be generated to 
indicate IN SYNC and OUT SYNC conditions. | 


4a See also NOTES for Paragraph 5.2.4. 
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eee oi INTEROP EOI 
muNt MONITOR: DISPLAY ALL DATA ON TD AND RD (Dual Line) a ae 
DESCRIPTION: 7 —e aaa aa 
For displaying synchronous data occurring on both the TD and RD leads in 
systems using simultaneous transmission. Refer to paragraph 5.3. 
OBJECTIVE: 


ADDRESS “APPLICABLE 


RY 
pac RCLE o FUNCTION DESCRIPTION/COMMENTS Pe 
STEP | DATA | | OR CIRCLE) 


Ke tu 
: = 


95 | AUTO SYNC | | 


TERM / MODEM |} 
ORMALD 


| [PATCH CORDS 
| [CONTROL EIA (V._24)] 
| FCOUNTER ZONE 


i [INTERRUPTS 


N 


Ou oar ALEXANDRIA, VA. 22314 (703) 354-3400 aR emer 


Figure 5-2. 


45 


5.4 


5.4.1 


5.4.2 


66.4.3 


5.4.4 


OM 860A 


MONITOR: SELECTIVELY DISPLAY, ENHANCE, AND CAPTURE DATA 
The objective of this application is to accomplish the following: 
1. Display receive data in Reverse Image (in response to the RLSD lead OFF), 


2. Display in Low Intensity the portion of a message after STX through ETX 
(BCC will be bright). 


3S: Ignore any response from the STATION with address AA. 
4. Freeze the display after receipt of a NAK. 

5. Indicate capture of NAK message with an audible tone. 
Circuit Description 


Ad SYNC 
Ad BI-SYNC Protocol, EBCDIC 


® FDX, multi-point, nonsimultaneous transmission 


CONT. CHAR. 


Program Techniques 


See Figure 5-3. 


DTM-2 Set-up 
CONTROL SETTING 
BIT RATE EXTERNAL 
INFO BITS 8 
PARITY NONE 
ASYNC/SYNC SYNC 
TEST TD or RD 
EIA/MIL EIA 
CONTROL EIA/OFF OFF 
INTERVIEW Set-up 
CONTROL SETTING 
FDX/HDX HDX 
CODE EBCDIC 
PAGE 1+2 
FREEZE RUN 
TOTAL SCREEN TEXT 
ABBREV. 
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TITLE! MONITOR: SELECTIVELY DISPLAY, ENHANCE AND CAPTIVE DATA. | | Ahrceomitd 


} | SHEET lt oF J] 


EP; SARE PONTE AIRE, ERA 


DESCRIPTION: 


Refer to paragraph 5.4. 


, OBJECTIVE: 


APPLICABLE 
INFORMATION 


(WRITE IN 
OR CIRCLE) 
(CODE 
: EBCDIC 


| (SPEED 


ADDRESS 
aera 


FUNCTION DESCRIPTION/COMMENTS ~—+——T | 
ame Ff 


| STEP FUNCTION| 


Enter SYNC Bits 


AUTO SYNC 


be 
S 


EXT 


RLSD OFF = Reverse Imaq 


Freeze OFF “repeat” |< 


Clear ON 


94 | Clear OFF 


| ISYN CHARACTER 


ISTOP BiT | 
| 16, 15 , 2.0 ; 
INFO BITS | 


98 | wo-oP 


i) 


ho JM Puotids OT Rei o;r~wliaqlo] so Oo 19 we [WH 
tw lS EN | &m [WH |oOtTDNMIT ATM | RT & mg [Re IO) [a 


4 | Wait 1 Char "NEXT" | << 
NO-OP 


Preset "FIND" 


Retest and Jump = STX “LOW on™ 


| TERM / MODEM 


MON SIGS / NORMAL 


Retest and Jump = ETX "LOW OFF" 


[PATCH CORDS 
Preset 


and Jump 
Retest 


and Jump 


| [CONTROL EIA (V. 24) 


Retest and Jump 


Ka 


Preset 


| ICOUNTER ZONE 


Retest and Jump 


mw | 
oO yA 


Won [as MPN PA paw fay] aw to Lo 
oO fw APR IA ;R | a] SN wa 


LOW OFF | "LOW OFF" | <— | | 


Ke) 
wm 


w 


y JUMP "NEXT" | > | 


: Nn = 
wd ~ 


| o]a ] oy A fh |w 
19 | ba mM PO Ty 


UME sR. ALEXANDRIA, VA. 22314 (703) 354-3400 pl a laa 


Figure 5-3. 
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: | [ADDITIONAL 
FUNCTION DESCRIPTION/COMMENTS el ee 


(WRITE IN) 


Preset "ADDRESS" 


Jump # " (7F) _| | 
Jump # "__(7F) | _ "PIND" ‘ | 
| t | 


94 | Freeze ON 


aS 


aS 
Ww 


40 Jump "ETND" | --—-dayee | : 


| Freeze OFF "Freeze OFF" |< 


a) 


"NEXT" 


ww 


Freeze ON "CAPTURE" 


[peepow 
Ey reser ei) 
| peepore 
purr 


N 
DS 


Peet 


N 


| re) os | ! 
s/s/ala}a)s)2/s}e)e|s}s/sfel es, 
> | SIN fo] w wh lo ltlwln Inn] 
BRS TE IS FE] EA RS] ALE LES RR 
rs 


a1; | a 
eo}; OF 0; 


lo] ao 
NN] ® 


forms 
foe od 
Ram 


/ ADDITIONAL REMARKS | ae a i aaa ae PROGRAM LOCATION 


[PROGRAM WRITTEN BY: = — eee DATE | 
[COMPANY NAME: = TEL. NO. 
, ADDRESS: 


FORM NO. TP-139-3-77 


Figure 5-3. Continued. 
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NOTES 


STX and BCC will be normal. Text and ETX will be low 
intensity. 


Poll address C1, C1, 7F, 7F, 2D will be displayed but 
no traffic will be displayed until after an EOT is 
present on either the TD or RD lead indicating that an 
acceptable response has been received. 


If Ci, C1, 7F, 7F does not respond and there is no 
reply EOT, the display will be re-enabled by the next 
ENQ (Step 16). 


Other approaches to re-enabling the display for the 
situation of Note 3 are: using an interrupt time out; ‘jump 
testing’ the RLSD lead; or RTS lead status. 

Operating start or halt will clear the screen. 

Manual selection of the Page switch would allow 
capturing one NAK message on Page 1, then another on 
Page 2. The Page can be automatically sequenced under 


program control. 


. See also notes to Paragraph 5.2.4. 
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SECTION VI 


INTERVIEW APPLICATIONS (DTM-1) 


6.1 GENERAL 


The following paragraphs show techniques for programming two typical examples of DTM-1 
control of the INTERVIEW. 


The START switch on DTM-1 initializes the INTERVIEW controls to UNFREEZE and 
Enhancements OFF. These controls may be generated at any point in the user’s test program to obtain the 
desired INTERVIEW display characteristics. 

6.2 MONITOR: PROTOCOL DISPLAY AND NAK CAPTURE 

This program performs these basic operations: 

1. Deletes message text (character after STX through ETX). 

2: Receive Data is displayed LOW INTENSITY. 

3. All NAK characters are displayed in Highlight. 


6.2.1 Circuit Characteristics | 


SYNC 
BI-SYNC, EBCDIC 


NON-Simultaneous transmission FDX 


6.2.2 DTM-1 Settings 

CONTROL SETTING 
BIT RATE EXTERNAL 
INFO BITS 8 
PARITY NONE 
ASYNC/SYNC SYNC 
TEST TD/RD 
EIA/MIL EIA 


CONTROL EIA/OFF OFF 
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6.2.3 INTERVIEW Settings 
CONTROL SETTING 
FDX/HDX a HDX 
CODE EBCDIC 
TOTAL SCREEN © _ = TEXT 
HIGHLIGHT 3D (NAK) 
FREEZE RUN 


6.2.4 Program 
See Figure 6-1. 
NOTES 


1. Leave the DTM-1 in the RUN mode and set FREEZE 
switch to MANUAL position on the INTERVIEW. When 
the DTM-1 RUN indicator is OFF, alternate lines will 
appear in HEX (as in the LOAD mode). Last step in 
program could be “wait for RI OFF’’ and then patch 
Ri ON, so that step never completes —- RUN indicator — 
stays lit. 


2. Text following STX through and including ETX will not be 
displayed. 


3. All NAK characters will be highlighted on the CRT 
screen as they appear. The Reverse blink enhancement is 
- easily visible. 
6.3 MONITOR: FREEZE NAK MESSAGES 
This program performs the following basic operations in displaying the data: 


1. Receive data is displayed LOW INTENSITY. 


2. All data to the INTERVIEW is displayed until a NAK freezes the display for visual 
analysis. a 


3. All ENQ characters are Highlighted. | 


4. All characters with Parity errors Blink. 
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INTERSHAKE 11 PROGRAM 


TITLE: 


1 ( FiLe No. —_ 
SHEET l OF 


MONITOR: PROTOCOL DISPLAY AND NAK CAPTURE 


DESCRIPTION: 


Refer to paragraph 6.2. 


OBJECTIVE: 


ADDRESS APPLICABLE 


INF TION 
PAGE (CIRCLE ONE) FUNCTION DESCRIPTION/COMMENTS ee in 
3 2 1 0 | STEP | DATA! FUNCTION OR CIRCLE) 


CODE 
EBCDIC 


ASYNC oy | 
SYN CHARACTER | 
| HEX 32 | 


nr ee 


TERM / MODEM | 


MON SIGSCNORMAS 


[PATCH CORDS 


INTERRUPTS 
FLAGS 


CONTINUE ON "ATLANTIC RESEARCH CORP. __ ~ CONTINUE ON 


Oo; SO; O77 & Sire 
Nf Wt NT b&b N 


N } 8% No fo | NM Jt d&% 
Mf © ww Mi WE Ww 


one Rarer ALEXANDRIA, VA. 22314 (703) 354-3400 Peete 
Figure 6-1. 
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6.3.1 Circuit Characteristics 
SYNC: 
EBCDIC 
NON-Simultaneous transmission FDX 
6.3.2 DTM-1 Settings 
CONTROL SETTING 
BIT RATE EXTERNAL 
INFO BITS 8 | 
PARITY NONE 
ASYNC/SYNC SYNC 
TEST TD/RD 
EIA/MIL EIA 
CONTROL EIA/OFF OFF 
7 6.3.3 | Interview Setting 
CONTROL SETTING 
FDX/HDX HDX 
CODE EBCDIC 
TOTAL SCREEN TEXT 
_ HIGHLIGHT 2D (ENQ) 
FREEZE RUN 
6.3.4 Program 
See Figure 6-2. 


NOTES 


1. Note 1 of Paragraph 6.2.4 applicable. 


2. Functions requiring a BCD match such as Function 32 will 
never find a match with Data=FF and this step will never 
complete. The RUN indicator will remain ON, 


<i On a multi-drop Poll, the addresses after EOT may be 
displayed as “‘displaced,” bit shifted codes if idle periods of 
less than 8 bits are present. 
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f TITLE: 


INTERSHAKE 1 PROGRAM aa 


MONITOR: FREEZE NAK MESSAGE | | SHEET 1 OF 7 


| DESCRIPTION: 


Refer to paragraph 6.3. 


| OBJECTIVE: 


ADDRESS “PIUMPL (APPLICABLE 


ENTRY | gs INFORMATION 
PAGE (CIRCLE ONE) | FUNCTION DESCRIPTION/COMMENTS [ae wine ite 
3 12 )1 |04_ | STEP | DATA! FUNCTION | OR CIRCLE) 


CODE 


90 ENTER SYNC tt EBCDIC 
| kes | 
| WRITE OVER RE: S_MEMOR: | Pee 
START SYNC SEARCH | nae | 
: | ASYNC Sync] 


TRAP NAK | 
7 : | [SYN CHARACTER | 
HEX 32 | 


R 
2.0 | 


us 
ie) 


FREEZE ON 


| LOG CHARACTERS ("forever") | | 


my 1 O | w& 
NO PTs 
wl Nt dS [oo 
wMoO1O}]lo lun 


| | CONTROL EIA( OFF] 


BE ecm: camp esp mom 


|| TERM / MODEM 


PATCH CORDS 


| [CONTROL EIA (Vv. 24)f 


— fINTERRUPTS 


N ! = 
er | Ni 


CONTINUE ON ~ ATLANTICRESEARCH CORP. “CONTINUE ON 
ad ALEXANDRIA, VA. 22314 (703) 354-3400 EN ore 


Figure 6-2. 
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APPENDIX A 


MODIFICATIONS REQUIRED 


FOR IMPLEMENTATION OF 


OPTIONAL CODES A & B 


TRANSLATION CAPABILITY 


A-] 
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A-1 GENERAL 


The information in this Appendix contains instructions for performing the required 
modifications for implementing translation of Optional Codes A and B. The procedure requires the addition 
of five (5) PROM modules, and the installation of straps on the circuit board. 

A-2 VALID COMBINATIONS 
A-2.1 A and B USED AS TWO 6-BIT CODES 


In this configuration, Codes A and B are used as two separate 6-bit (or less) codes which use 
“shift’’ and “‘unshift” characters to produce Upper/Lower case, or Figures/Letters, using 64 code patterns 
to generate 128 character symbols. 


Examples of this combination are codes such as BAUDOT (5 data bits, 32 code patterns, 64 
character symbols), EBCD, and SELECTRIC (6 data bits, 64 code patterns, 128 character symbols). This 
type of combination is available installed at the time of manufacture, as listed in Section ! (General 
Information) of this manual. 


A-2.2 A and B USED AS TWO 7-BIT CODES 


In this configuration, Codes A and B are used as two separate 7-bit codes which each produce 
128 character symbols. An example of such a code is ASCII (7 bits, no parity). 


A-2.3 A and B USED AS ONE 8-BIT CODE 


In this configuration, Codes A and B are combined to form one 8-bit code, such as EBCDIC, 
to produce 256 character symbols. 


A-3 STRAP INSTALLATION 

Table A-1 shows the straps which must be installed for each of the valid code combinations 
outlined in Paragraph A-2. The table also shows the strapping necessary for generation of fill characters for 
FDX Idle Symbols. The location of these straps are shown in Figures A-1 and A-2. 


NOTE 


ONLY TWO STRAPS ARE USED FOR ANY ONE COMBINATION. 


A-3 


_ OM 860A 


Table A-1. Strapping Requirements for Code A/B Combinations. 


Strap | 
Location | 
3 A | Code A/B | 


FDX FILL SYMBOL ( #) 


FDX FILL SYMBOL (. ) 


AA PROM MODULE INSTALLATION 
A-4.1 MODULES INVOLVED 


The following modules are involved in the implementation procedure and are shown in Figure 


A-2: 
PROM MODULE FUNCTION 
860 Me Control Character Detect 
860 O Translate High-Order Bits 
860 P Translate Low-Order Bits 
860 E Shift Detect 
860 D Clear/Symbol 


A-4.2 INSTALLATION PROCEDURE 
Modules are installed in steps as follows: 


STEP 1. Install PROM 860 M with Pin 1 at DF10 


STEP 2. Install PROM 860 O with Pin 1 at DH10 

STEP 3. Install PROM 860 P with Pin 1 at DH10 

STEP 4. Replace existing PROM 860 D with new module with Pin 1 at BB46. 
STEP 5. ~ When implementation of Codes A and B is performed to use two 


separate 6-bit (or less) codes, as outlined in Paragraph A-2.1, the 
existing PROM 860E is replaced with a new module, with Pin 1 
positioned at DH28. 
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Figure A-1. Location of Strapping on 
Circuit Board. 
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APPENDIX B 


INTERSHAKE FUNCTION LIST AND TEST AID 


B-| 


INTERSHAKE™ DTM-1 


Group 
\f Test 


onitor 
Library 


eceive 
Trap 


Log 


LRC 


“ransmit 
Characters 


LRC 


Message 


RS232 


Time 
Generate 


Measure 


Auto Pane! 


Control 


NOt 


Function 


FUNCTION LIST 


Revised 8/18/75 


(TEST) 


Description 


(added functions underlined) 


00... 


. . Sync-Bits-Parity-Mil 


Fill Results Memory (follow 
with Function 98) 


Trap on TO & RD 
Trap only TD 
TFRaD-OnIW RDG. % <<. B-8 oR ees 
End of Monitor Trap Library . 
tip Leer CMENGe 4. 3 
Log til TDE2RD Change 

Record TD or RD Status .. . 
Time Out or TOSZRD 


 ) 


VAP + 
VV CALL 


CPA ee ees Gy gee BR ww) area 
First Char in Sequence 
Middle Char in Sequence .. , 
Last Char in Sequence 
Test Next Char... ..... 


Next Char... ..,..0.. 
GG Se ae: Stk ek. Cs Ao ye 
N Characters .......2., 
Char before Trap .....,. 
Next Char with Parity Errar 

Start. LRC ODD 

Start LRC EVEN 
Test LRC & LOG 


Cr 
Ce ae ee See Se) 


er ? 


SenG- Cialis: 2.3. 2-2 gine a bey 
Send Char & Log Char 


Start LRC ODD 
Start LRC EVEN 
pend GRE, Lane caece es 


Baudot Fox N Times 
ASCIi Fox N Times 
EBCDIC Msg N Times 
EBCD Msg N Times... ... 
Field Data Msg N Times 
Selectric Msg N Times 


> 8 6 © 8 8 


a ce acge Tig, SR nee Pe 


ee 


Turn On 
Turn Off 
DeteCP Oy 6 ex owe woe & & 
Detect Off 
Stop On 

PEO RUE Ah ok a aes gaa ae gt eg 
Cancel 74,75 Stop 5 
TESHIOMN . opd cg? Sg? at wale & “sat [5 yas 
Test Off 


a eee ee ee ee ee 


| 


Cr 


rn ee ee er ee See eT} 


 ) 


| 


Cn | 


DET RTS-CTS Delay ..... 
Start Duration... ....., 
Stop Duration, ......,. 
Event Count 


SYN Char 


* 4 © © 6 


Bit-Rate-TermCLK ..... 
Test-Control ElA-Monitor 


Write over Results Memory . 
Start Syne Search 
Restart from #24, 77,78 
Skip over this step 
PeCVCIG FESt- © ee ce See 
Stop Test = Complete Lite . . 


ee) + 


es 6 © © © 


lf character/condition is other than that 


entered for test, the test sequence returns 
to the preceding Function 96 or 21 for 


recycle of the test. 


Enter Data Bits 


LOAD ———__________——_———- _—PLAY— > 
(TEST RESULTS) 


(HEX) _ Data Function 
B76 54321 
MOTD tind op eat Gera cack (01) 00 
Chalice ats = 4 aoe Char . , O2 ar 03 
(i 5 (| er ee ee Char .Q2 
37: | a nk aa re Char .93 
6) i rr rene 
{NQ) 
(FQ) Char ag WA 
COs. 2. eed ee ee Ol ~ase O20C03 
0.1-9.9sec...... 
CHAG Bids Ghat eg Char . 20 
Ghat ac & Seles eek Char el 
CHE i ue sees Th ey ce Char ae 
CPB gcse be se nb eh Ging Char “eo 
2 cl: | Char a4 
MOOD gow canine de echo id Char _ 30 
01-99 in BCD .. Char ,31 
01-63 inBCD ., Char ‘Oe 
Trap Char 7... Char 238 
LOAN? na: et ah BP aa Char. . , . 34 
O* , O* oF, 
O* cme OF 88 
COTS cole Ais ps donde oe. spans Char... .39 
Chars o a ese 6 wh % rn 
AIG ay ioe Oke yeetatet at Char . ol 
O* weer © 3s ,57 
Shee ca ptceee ) t eee) 5 he 
01-99 inBCD .. 
01-99 inBCD .. ee eae ter een 
.. 01-99 in BCD .. Pe et 
OTIC BOO: ee ei ere ee 
. 01-99 in BCD .,. Se eee 
.. 01-99 in BCD . 
Qa 
eae 2a: 
cCoanrore 
8765432 1 
One or More ., ,O*. LeadsO* . .70 
One or More. ,O*. OF £71 
AON Gace 2%. £ Senta cer neo 
Any ...,... Oe eee 
Any... oo... OP. i ee a 7A 
BAY 4g eS ek OF... 2.600" 4.2900 
a |) ne es © a nee © DaaIMMme! 4 ob 
OE SR ee SAE _ 
One fa 


01-99 ....., _ ese ean ae cen 
01-99 ...... _ 
01-999 ......, _ ecencsasepmintlomtomeatan 
O* MOT =g cae 
OF . O* . . 88 
0* oO 89 
OMar 6 gla ek 4 
Code 91..... O*, Code O* ., 91 
Code 92.., . =. Q*, Code 0* . . 92 
Code 93 ....~, O*. Code Q* , . 93 
eae cate act tem. are 8 hy , 94 
OP ats + aoe” ex OO 
ceca eaes ee OP. gece 2. 4°96 
prema eine OM, gee ee 
(GO) an 28 on te 2g - 
(OO)... . 4. TAI SO ee Sf 


* 1" causes unit to record function 


“‘O" will not record function 
() data in Hex 


**Option allows customer to specify 


Msg type and content. 


USE OF BIT SWITCHES 


The eight toggle switches marked 1 through 8 correspond to 
the eight bits in a data character, Bit 1 is the first data bit 
transmitted or received. (Start and stop bits are added 
automatically in Asynchronous operation.) 


The MARK position of each switch represents a logic ‘'1” 
and the SPACE position represents a logic ‘‘0."" The BIT 
switches are used for the following functions: 


a. Entry of data bits. 


b. Control of RS-232 leads in conjunction with program 
functions 70 - 78. 


G. Entry of BCD digits required by some program 
functions. Panel markings indicate the relative binary 
value assignments (80, 40, 20, 10, 8, 4, 2, 1). 


d. Bit 1 is used with some program functions to log them 
into the results memory. 


e. Entry of the special codes required with program 
functions 91, 92 and 93. 
f. Entry of the SYN character bit pattern into the 


INTERSHAKE receiver via the ENTER SYN BITS 
switch in the TRANSMISSION DATA FORMAT 
ZONE (Zone 1). 


ATLANTIC RESEARCH CORPORATION 
5390 Cherokee Avenue 

Alexandria, Virginia 22314 

(703) 354-3400 


AUTO PANEL FUNCTION 


BIT 


Sw Position 8 7 6 5 4 3 2 1 

BVOC Ho & space ae 2 S M-—- - - — — Q* 

Asyne ... 1.0 Stop S: 25> -< eae Ge ae 

ee ABYC ee AGB STOR? -ac' «5 MS —- = —_ = _ 

o Asynce... 2.0 Stop MS ~ = — = - 

5 a ee rear - —~— S$ § Fe Oe oes 

- oe oe oe i ee OMS Ss ve se 

SO Vnie Bite, IR aw ee ae e 

-) Bo nk eae ad se Wh ah Ce “ 
LL 

EV@D:: 2. ana 3 me S M ee 

Parity . OGG: <2 ase 2 -~— -— Ke Ss — 

None ..... Si ae eee ee MS a 

InternalSource »..,..,...8. 084 M — ue 

®ExtermalSource 2... ee ee S + - 

Be erate aloha ce Ada) ee Aas Gn Se es te Ae Se ~ M ~ 

RAV se it Sete Boh on a es ead Gn Sete ee - § — 

DRG Vee! bie tl ate tae Soaks Se aS - = _ 

OY cn Oe areeeh aS a, oe S S$ S M _- — ee 

ee toads inti tarcas os Sk eis S$ S$ M § -— = _ 

> 0 a een ee S S MM oe, oe - 

me NBA. She anette eek, Ad So Nb aS oS - = — 

Oe. FBO Nant ite. of se ee 2s SMS) Wh. a 2 ” 

ac 6) ae a ee S MMS tee He = 

2 OO: aa, aie wR As ie nk S MMM a es 

7 900 ........0--. Mig: 6: GS. Jeti, << 

Tis, ea Be BO when a MS S M - = _ 

dae Wee gods “go 'h ta ee: ak MS M §S — ~ 

ZAK 2. Le ew ee MS M M - + - 

S06 Ags Ble ae ee be MMS S ~ = - 

AB tia ee, a ke MMS M a: s 2 

Teele wi, dota) oo. oh Sate 4 MMM S - = _ 

WON te done: eae Ss gen es MMM M _— = _ 

TD/RD Ie Care at ae Pe ‘*S MM M M- =—- — 

TD hg el Bee cee MS MM A ee ee 

Bye RD Me Se oe ee Bee MMS M M-—- — — 

2 TestTerm ....,... MMM S$ M- - = 

QO TestModem ....,.. MMMM Gi ak eae os 

f Monitor SigsOut ..... ~~ wm = FS - 

2 (MonSigs Out) Normal... -— ~ -— — a 

2 ControlElA (On) .... = ~~ = —- +~- § — 

(Contral EIA) Off -. «gee See eer (een NAY. ax 


®Canditions OTM for terminal-orovided clock via pin 24. 


INTERSHAKE lt! FUNCTION LIST 


THESE FUNCTIONS CAN BE COMBINED IN ANY ORDER TQ SIMULATE OR TEST DATA COMMUNICATION SYSTEMS AND EQUIPMENT. 


NOTE: The “Bit Entry Method’’ shown in the following Table is All Space, Mark/Space, BCD, Binary or “XY”. 
No method is shown where a language character is to be entered, When a character must be entered, 
the user should utilize the method familiar to him, i.e, HEX, Octal, Bit Switch arrangement, etc. 


a 


READ OUTCOME IN RESULTS MEMORY 
LOAD INTO MEMORY | when spplicabiel 
e 
BIT BIT SWITCH DATA DATA ITEM 
GROUP FUNCTION DESCRIPTION ENTER ENTRY 8765 4321 HEX DISPLAY HEX DISPLAY REPRESENTED FUNCTION 
METHOD POSITION (Range) (Range) 
HALT 00 Stop Program, Operate Steg To Continue | ood” All Space SSSS | ssss__ | 00 | 
MONITOR 01 Start Character Search 00 All Space Ssss SSSS 00 . - - 
a Trap Characters On TD Only Character O00-F F | 00-FF Character 02 
Trap Characters On RD Only ut "i “ - 03 
Trap Characters On TD or RD te fe « i‘ 02(TD) or 
03(RD) 
End Character Search 00 All Space SSss |} SSSS 00 - ix : 
RECORD Record Bit Switch Arrangement Entered Desired Tab Mark| Mark/Space As Desired 00-FF 00-FF Tab Mark/Space 07 
Record Loop ‘’L”’ Count (See Fun 42 & 43) 00 All Space 00 00-0F No. of Loops 08 
(in BCD) 
Record Interrupt Step 7 00-FF Step (in Binary) 09 
RECEIVE Wait Until TD/RD Change 00 All Space SSSS | SSSS 00 - : : 
Record Until TD/RD Change : ° a ‘ 00-FF Character 11 
(Continues until TD/RD change)” 
Record TD/RD and RS-232(V.24) Status : hi a 4 " 87654321 02(TD) or 
AGB PGRSe 03(RD) 
YYQHND LS x 
0 ) 0 
a 
Mm pry 
AN 
44 
~ 
v 
NOTE: 
MARK (ON) = 
ACTIVE 
= ~SPACE (OFF) = 
Ww INACTIVE 
. #13 Time Out or TD/RD Change 01-99 (for BCD 80402010 8421 01-99 : : 
= 0.1 to 9.9 Sec.) 
14 Wait N Received Characters No. of Characters % 7 ss - 
15 Wait To Complete Transmit Character cele) All Space SSSS SSss 00 - 
(Must be used with Function 57 when 
in synchronous operation) 
16 Wait Until = Character Character 00-FF 
17 Wait Until Character e : 
19 Enter Interrupt Character re " 
| (Enable with Function 97 (03)) 
+ The Test Selector Switch must be in the TD/RD position. 
Trap Character , Character 00-F F 00-FF Character 20 
& Trap First Character in Sequence ‘ a me = 21 
oc Trap Middle Character(s) in Sequence s . ‘i 22 
- (Continues until Trap Last Character) 
Trap Last Character in Sequence “ 00-F F Character 23 
25 Record Until Trap Character Trap Character me - Any Character 25 
(Continues until Trap Character) 
00-F F Trap Character 25 
26 Record Next Character = Character co - Character 26 
30 Record Next Character 00 All Space SSSS SSSS 00 00-F F Character 30 
31 Record Character N Character No. BCD 01-99 - ms 31 
32 Record N Characters No. of Characters - " - a 7 as 32 
(Continues until Nth Character is recorded) 
Qa 
5 33 Record Character Before Trap Trap Character 00-FF G0O0-F F Character -1 33 
oO 334 Jump and Record PE 00 All Space SSSS | SSSS 00 a PE Character 34 
o 35 Record Latch Mode 
Normal OFF 60 All Space $SSS SSSS 00 : ’ : 
Record Receive Data 01 BCD 7 SSSM 01 00-F F Character Undefined 
(Continues until turned OF F by 35(00) 
Self Monitor 02 " a SSMS 02 - 7 : 
Record All Transmit Data 03 - = SSMM 03 00-F F Character Undefined 
(Continues until turned OFF by 35(00) 
36 Record Current Character 00 All Space is SSSS 00 00-F F Character 36 
* Preceded by Function 41 for Jump Instruction. 
4 This Function is latched into Memory and must be restored to Normal OFF (00) at the point in 


the program sequence where it is desired that subsequent Functions not be effected, 


INTERSHAKE II FUNCTION LIST 


(Continued) 


READ OUTCOME IN RESULTS MEMORY 
iwhen applicable) 


LOAD INTO MEMORY 


aerasomel 


BIT SWITCH 


FUNCTION DESCRIPTION 8765 4321 HEX DISPLAY|| HEX DISPLAY Pereira FUNCTION 
= POSIT!ON __{Range) (Range) | 
RECEIVE Start BCC X Y 
(contd) Define ‘'X” for: 8421 |8421 
Normal calculation of CRC and EVEN LRC 0- SSSS 00-08 
Inverted data for calculation of CRC and ODD 1- SSSM 10-18 
Define 'Y"' for: 
EBCDIC/CRC-16 0 SSSS 00 or 10 
CRC-16 Reverse -1 SSSM 01 or 11 
V Old IBM -2 SSMS 02 or 12 
3) CRC-12 -3 SSMM 03 or 13 
# CCITT/SDLC-CRC £ SMMS 06 or 16 
> CCITT/CRC Reverse -7 SMMM 07 or 17 
Ww LRC (6, 7, 8 Level) 8 MSSS 08 or 18 
a *39 Jump If = BCC Error 
« Jump on Error a0 BCD SSSS SSSS oO 
Jurnp and Record on Error 01 u v2 SSSM 01 00-FF LRC Character 39 
or 
* Preceded by Function 41 for Jump Instruction. 00-FF | CRC, Character 39 
00-FF CRC» Character 39 
NOTE: Results Memory is not applicable a 
for Functions 40 through 99 (except 
for 89). However, this column space is 
continued for the purpose of: 
REMARKS AND USERS NOTES 
40 Unconditional Jump to Program Step XY Step No, Binary 128643216 8421 Q0-FF Binary Address 0-255 
41 Preset to Instruct Subsequent ‘“Jump(s)"’ " 7 | " Binary Address 0-255 
to Jump to Step “XY” 
42 Repeat (Loop) ‘’’L’’ Times No. of Loops BCD 80402010 8421 01-99 
*43 Jump Until 'L’’ Loops 00 All Space SSSS SSSS 00 Functions 43 through 47 must be 
*44 Jump If = Character Character 00-FF preceded by Function 41 for ‘Jump 
*45 Jump If # Character ad - To” Instructions. 
*46 Retest and Jump If = Character " ” 
*47 Flags: Set and Jump XY x Y 
Define “X"' for: 
Eight Settable and Testable Flags 0- SSSS 00-03 The ‘X" digit is used to select 
1- SSSM 10-13 Flag O through Flag 7. All Flags 
2- SSMS 20-23 are reset cleared to '‘0” by the 
3- SSMM 30-33 Start switch. 
4- SMSS 40-43 Once selected, the Flag is set 
5- SMSM 50-53 or tested as determined by the 
6- SMMS 60-63 “Y"’ digits 0, 1,2 or 3 (see below). 
b= 7- SMMM 70-73 
a Define ““Y" for: 
a Eight Selectable and Testable Flags 
= Set Flag to 0 0 SSSS 00-70 All “Y”' digits 1 through 3 are 
< Set Flag to 1 -1 SSSM 01-71 applicable to ‘’X” digits 1 through 
= Jump If = 0 2 SSMS 02-72 7. 
5 Jump If = 1 3 SSMM 03-73 
e Define "'X"’ for: ; 
Internal Signals (Jump Only) 
Memory Overflow 8- MSSS 82,83 The '’X"' digit selects one of 
Parity Error 9- MSSM 92,93 eight fixed assigned signals. 
Overflow Counter (on Front Panel) A- MSMS A2,A3 Once selected, the Flag is 
END Counter (on Front Panel) B- MSMM B2,B3 provided Jump Instructions as 
Timeout (Function 84 Presets Timer) C- MMSS C2,C3 determined by the ‘’Y"' digits 
Out of Sync D- MMSM D2,D3 2 and 3 (see below). 
Frame Detect (SDLC) E- MMMS E2,E3 
SDLC BCC Error F- MMMM F2,F3 
Define "Y”’ for: 
Internal Signals (Jump Only) 
Jump If = 0 2 SSMS 02-F2 Only the 'Y”’ digits 2 and 3 
Jump If = 1 3 SSMM 03-F3 are applicable to ‘’X"’ digits 


8 through F. 
Functions 43 through 47 must be preceded by Function 41 for Jump Instructions. 


INTERSHAKE !! FUNCTION LIST 


(Continued) 


isan n nena emmenenemeeenatiennmmnemmceeninemenetietanmnenenmmememennnmmmemenetmnnmemmmenennemmemene eee erreneaaencet een cena eee treme ee ee nr et et nt NR Ht 


LOAD INTO MEMORY 


re nett ern peep cnr tte el rte ep yey nen oe 


ENTRY 
METHOD 


8765 4321 
POSITION 


GROUP FUNCTION DESCRIPTION 


a a rere cote Pe rt eer 


a 


RESULTS Select Results Memory Step Binary Address 0-63 
MEMORY Binary Address 0-15 


Select Results Memory Page and Step 00 


BCD, Field Data and Reverse Codes are available on Special Order. 


TRANSMIT Send Character Character 
. Send a Progression Must be used in a program containing a loop using 
Functions 41, 42 and 43 in order to generate the 
< High order ‘'X"' digit bits are used to O-F for ’X" incrementing action. 
a position the sequence in the alpha or All Space for “Y"' 
c numeric field of the desired code. The Aithough ‘‘All Space” is set in for the low order 
- amount of Progression is obtained from “Y" digits, the information actually transmitted 
incrementing action provided by for “Y"' is a Hex ('Y''\ representation of the 
Functions 41, 42 and 43. increment number obtained from the Loop 
Counter, Function 43. 
a) 4 52 Send Single Results Memory (RM) Character 00 All Space SSSs | SSSS 00 Functions 52, 53 and 54 are normally used 
« x < 53 Send from RM including Trap Character Trap Character 00-F F with Functions 48 and 49. 
Ou 54 Send from RM until Trap Function 00-99 BCD 80402010 8421 00-99 Also, Function 68. 
°55 Mode: Echo/Mark/Space 
i Normal OFF 00 BCD SSss SSSS 
ra Send Steady Mark 01 a ‘ SSSM 
ie) Send Steady Space 02 2 id SSMS 
= . Echo Mode 04 . e SMSS Receive data is transmitted with one bit delay. 
2 56 Parity Bit Mode 
- Normal OFF 00 is ” SSSS 
Invert Parity Bit 01 o " SSSM 
Parity Bit Mark 02 - « SSMS 
Parity Bit Space 03 . " SSMM 
57 Load Fill Character Fill Character 
re This Function is !atched into Memory and must be restored to normal OFF (00) at the point 
in the program sequence where it is desired that subsequent Functions not be effected. 
58 Start BCC XY 
Define '‘X"’ for: 
Normal calculation of CRC and EVEN LRC Function 59 (below Function 58) will send one 
Inverted data for calculation of CRC and character for LRC and two characters for CRC 
ODD LRC. as determined by Function 58. 
9 Define “Y"' for: 
a ~ | EBCDIC/CRC-16 (ASCII SYNC) When sending CRC, Function §7 is used prior to 
a CRC-16 Reverse Function 59 to select a fill character after 
= IBM Special the second CRC character. 
“” CRC-12 Function 59 must be the next step after the 
CCITT/SDLC-CRC last character to be included in the 
CCITT/CRC Reverse calculation. 
LRC (6, 7, 8 Level) 
59 Send BCC All Space If Idle Mark is to follow BCC, use Function 55 
(Must be preceded by Function 57 when next after Function 59. 
in synchronous operation) 
No. of Characters 
Total Print Applications: 
9 60 Send ASCII Fox. 74 72 Times Sent BCD 80402010 8421 01-99 TTY Model 33, 35, 37 
2 61 "ASCII Msg 82 80 7 "i u a 1BM 2260 CRT 
3 62 "ASCII ad 124 122 " a i ie . IBM 2260 Printer & TTY Wide Platen #38 
uw 63 " EBCDIC - 82 80 ai e : = Ae IBM 3270 CRT 
Gg 64 " EBCDIC b 124 122 " 3 i és a IBM 3270 Printer 
¢ 65 "  EBCD m 127 122 7 ie " i " IBM 2740 Printer 
Pa 66 " SELECTRIC "” 127. 122 re tw ‘ re a 2741 Printer 
é 67 " BAUDOT Fox 77 72 4 " ” i 7 EARLIER TTY MODELS 
“” 


INTERSHAKE |! FUNCTION LIST 


(Continued) 


TRANSMIT 
(Cont'd) 


CODE TRANSLATE 


RS232/ 
V.24 


CONTROLS 
AND 
DECISIONS 


TIMER 


COUNTER 


Ass 
86 


87 


* 


LOAD INTO MEMORY 


DESCRIPTION 


Code Translate Mode 
Define '’X*’ for: 
Disable Function 68 
Results Memory (RM) to HEX ASCII 

RM to CODE selected by "'Y" 

RM to HEX EBCDIC (Y=2), 

HEX EBCD (Y=5) and 

HEX SELECTRIC (Y=7) 
Define “Y"’ for: 


SELECTRIC to ASCII 
ASCII to SELECTRIC 


Other Translations are available on Special Order, 


EBCDIC to ASCII 0 
ASCIl ic EBCDIC “2 
EBCD to ASCII 4 
ASCI! to EBCD 5 
6 
7 


____ POSITION 


BIT SWITCH 
8765 4321 


SSMS 
SMSS 
SMSM 
SMMS 
SMMM 


This Function is latched into Memory and must be restored to Normal (disable) (00) at the 
point in the program sequence where it is desired that subsequent Functions not be effected. 


MARK/SPACE 
Turn ON Leads Any Lead 
Turn OFF Leads i 
Wait Until Lead ON - 
Wait Until Lead OFF a 
Interrupt if Lead ON Any One 
Interrupt if Lead OFF " 
Cancel Interrupt 74 and 75 00 
Jump if ON Any One 
Jump if OFF 


80 40 2010 8421 


MARK=ON/ 
SPACE=OFF 


Functions 77 and 78 must be preceded by Function 41 for Jump Instructions 
See Interrupts priority in Remarks Column 


01 to 99 Milliseconds 
0.01 to 0,99 Seconds 
0.1 to 9.9 Seconds 
Generate 1-99 Bit Periods of Delay 

0.1 to 9.9 Seconds Timeout Interval for 
Interrupt Function 97 or Jump Function 47 


Advance Base Count 00 
Measure RTS-CTS Delay ~ 


Counter Control! 
Reset (All Counter Positions) 


Reset to 0 and Start Counter 01 

Stop Counter 02 

Advance Counter by One Event 03 
Jump if Counter is Greater than DATA Number 
Record Counter 00 


Function 85 not available in early production models, 
Preceded by Function 41 for Jump Instructions. 


All Space | 


BCD 80402010 8421 


{7X) TEST POINT 
- AUDIBLE ALARM 


Qne or More 


ao 


First of Any 
Any One Lead 


All Space 
Any One Lead 


i) 


SSSS_ | SSSS 


ve ow 


. SSSM 
is SSMS 
ig SSMM 


“80 40 20 10 8421 


All Space 


SSSS_ ; SSSS 


00 
Counter 
Indication 


REMARKS AND USERS NOTES 


- enn 


DATA 
HEX DISPLAY 
__. (Range) _ ate ere a 
Must be followed by Function 52 or 53. 
00 
10 
20-27 Entries 20 through 27 convert from one 
32-37 language text to another language text. 
20 
22,32 Entries 32, 35 and 37 convert Results Memory 
24 to HEX EBCDIC, HEX EBCD and 
25,35 HEX SELECTRIC. 
26 
27,37 
For Functions 70 and 71, Bit 1 controls the 
00-FF Audible Alarm. 
fe Bit 2 controls the test point output CONTROL 
OUT (7X). 
ai For Functions 72 through 78, Bit 1 is used to 
01-80 sense status of AUX DET devices (e.g., CRT). 
iy Bit 2 detects the input to DETECT IN (7X). 
00 
01-80 Note Priority below for Functions 74 and 75: 


Interrupt Source Jumps to Last 


Priority Order Page, Step 
97 (01) Mem Ovfl 63 
97 (03) Character 62 
97 (09-OF) Selection - 61 
75 (01-80) Detect OFF 60 
74 (01-80) Detect ON 59 


NOTE: Internal Select Switch toggle number 5 
determines if program cell is two pages or four 
pages, i.e., if last page is page ‘’1"’ or 3". . 
See ‘Internal Select Switch” below Function 93, 


Enable with Function 97 (OC) or Function 47 (C3) 


Select EVENTS -10X on Panel. 
Front Panel Counter Switch positioned to 
DURATION RTS-CTS (8X). 


Select DURATION (8X) on Panel 

Select DURATION (8X) on Panel 

Select EVENTS (8X) on Panel 

Compares two High-Order counter digits. 
Function 89 will cause the two High Order digits 
to be recorded into RESULTS MEMORY, i.e., 
01-99. Read Outcome of Function 89 in 
Results Memory. 
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LOAD INTO MEMORY REMARKS AND USERS NOTES 


BIT BIT SWITCH 
ENTRY | 8765 4321 
METHOD| _— POSITION 


DATA 
HEX DISPLAY 
(Range) 


00-FF 


FUNCTION DESCRIPTION 


esteem wrereyptnvn arunerer tren 9a: prumenesn sneer endttrter ecptefe 


Use Internal Select Switch toggle number 7 for 
one sync character operation. 

Function 90 must be used with the INTERVIEW 
CRT for Full Duplex operation. 


Enter Syn Character Character 


Async/Sync, info Bits, Parity Mark/Space XY x 
8421 
Async: 1 Stop $$2Z 
Async: 2 Stop MS2ZZ 
Sync SM2Z 
Info Bits 5 Z2ZSS Async: 2 Stop selects 1.5 Stop Bits for 5 Info 
6 ZZMS | Z2ZSS Bit code only. 
7 2ZSM 2ZSS 
8 ZZMM 2288 'Z"' indicates other selections which must be made 
Parity - None 2222 MSSS to complete the instruction. 
Parity - Odd 2222 SSSS 
, Parity - Even 2222 SMSS 
92 Bit Rate Bit Rate HEX 00-FO 
INT OSC 00 SSS& SSss 00 For INT OSC selections, use Internal Switch 
50 bps 10 SSSM be 10 toggles ‘‘ON” to select as follows: 
75 bps 20 SSMS " 20 
110 bps 30 SSMM " 30 1 — Plug-in Crystal thru 64 Kbps. 
134.5 bps 40 SMSS " 40 2 — Var. Osc. 160 to 2500 bps. 
150 bps 50 SMSM 50 3 — Var. Osc. 60 to 1000 bps. 
300 bps 60 SMMS " 60 4 — Var. Osc. 30 to 500 bps. 
600 bps 70 SMMM “ 70 (See ‘Internal Select Switch” below} 
900 bps 80 MSSS es 80 
1.2 Kbps 90 MSSM " 90 
1.8 Kbps AO MSMS a AO 
2.4 Kbps BO MSMM BO 
3.6 Kbps co MMSS " Co 
4.8 Kbps DO MMSM " DO 
7.2 Kbps EQ MMMS i EQ 
é 9.6 Kbps FO MMMM " FO 
93 Test Mode, EIA/MIL, Ext, Clock Mark/Space xY¥ Xx ¥ 00-FF As is the case for Functions 91 and 92 above, all 
Control EIA Position: 8421 |8421 8 bits must be selected. “Z"’ indicates other 
TD/RD SMMM | MZZZ selections which must be made. 
TD MSMM . . 
RD MMSM . 
TERM MMMS 7 
MODEM MMMM | SZZ2 
INT BIT RATE 2222 ZMZZ 
EX TERNAL CLOCK a Z282Z 
CONTROL EIA OFF i ZZMZ 
CONTROL EIA ON : Z2S8Z 
EIA fi ZZZ2M 
MIL 7 2228S 
9 Function is latched into Memory and remains for the duration of the program sequence 
unless changed by a subsequent step containing a Function 91, 92 or 93 Instruction. 
| | 
The INTERNAL SELECT SWITCH (8-Position DIP Switch) Position: 
No. 1 ON — Enables the Crystal Controlled Oscillator for high-speed operation, 
No. 2 ON — Enables the HIGH range of the variable-frequency oscillator (160-2500 Baud). 
No. 3 ON — Enables the MIDDLE range of the variable-frequency oscillator (60-1000 Baud). 
No, 4 ON — Enables the LOW range of the variable-frequency oscillator (30-500 Baud). 
NOTE: Only one of the above switches (1-0) can be turned ON at one time. 
No. 5 ON — Enables 256-Step Program format. The OFF position enables the 128-Step Program format. 
No. 6 ON — SYNC Mode Internal Clock Rec. Enables internally-generated clock signal when no clock 


is supplied by system Modem. Clock is then synchronized to DATA. OFF position is used 
when clock is supplied from system Modem. 

No. 7 ON — Enables recagnition of only one SYN character in lieu of the two characters normally 
required for recognition, 

No. 8 UNASSIGNED. 
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LOAD INTO MEMORY 


BIT SWITCH 
8765 4321 
POSITION 


DESCRIPTION HEX DISPLAY 


(Range) 


Peripheral Controller OUTPUTS 
Define ‘‘X’’ for: 


The Control items for the INTERVIEW CRT 
have been completed for information and as a 


User Peripheral (Typical for sample. The Control items for other external 
(User Fill In) INTERVIEW CRT) devices should be filled-in by the User fram the 


Clear Screen O- particular DTM Option Manual. In the case of 
Select Page 1 1- User furnished option, the User should provide 
Select Page 2 2. the Control item list 
Freeze Display 3. Once selected, the Fiag O thru 7 ts set to 0" 
Unassigned 4. or "1" as determined by selection of the “Y"’. 
Reverse image 5- SMSM 50-51 
Low Intensity 6- SMMS 6061 
Blink 7- SMMM 70-71 
Define “‘Y"' for: 
User Peripheral (Typical for 
(User Fill In) INTERVIEW CRT) 
Disable -0 Qutput Only SSSS 00-70 OUTPUT Only: Y O sets Flag to "'0",", 
Enable “1 7" SSSM 01-71 Y=1 sets Flag to "1". 
"94 Sensing eight INPUT leads from external “Function 94 must be preceded by Function 41 for 
INPUTS device to be controlled by DTM-2 Jump Instructions. 
Define “X" for: 
User Peripheral Xx Y The ''Y"' digit determines if the Flag is an INPUT 
(User Fill In) 4321 | 4321 Flag and to JUMP if the Flag is a 'O'’ with Y=2 
O- SSSS 02,03 or to JUMP if the Flagis a /'1" with Y=3. 
1- SSSM 12,13 
2- SSMS 22,23 
3- SSMM 32,33 
4- SMSS 42,43 
5. SMSM 52.53 
6. SMMS 62,63 
7- SMMM 72,73 
Define “Y" for: 
User Peripheral 
-2 Input Only SSMS 02-72 INPUT Only: Y=2 causes Jump if Flag = "0" 
. . SSMM 03-73 Y¥=3 causes Jump if Flag = 1" 
94 Other Assignable OUTPUTS XY x Y 
OTHER Define ''X”’ for: 8421 ;8421 
OUTPUTS | (Take definition as assigned below) 5 SMSM 
6 SMMS 
7- SMMM 
Define ‘“'X" and “Y” for: x ¥ B421 
Restore assignable output to SET 1, 
SET 1 Mode. 56,7 8 " MSSS 58 68,78 
Generate a ‘’1'’ when: 
Data received on RD Lead 56,7 9 m MSSM 59 69,79 
RLSD Lead Turning OFF 56.7 A a MSMS 5A,6A,7A 
DETECT TEST POINT Senses +12V 5.6 B i MSMM 5B,6B 
Cause Output Signal to remain ''1'' when: 
DETECT TEST POINT Senses a transient OFF 7 #B SMMM | MSMM 7B 
Generate a ‘'1'' when: 
Character contains PARITY ERROR §6.7 C 8421 | MMSS 6C,6C,7C 
Period of 1ms (X=5), 10ms (X=6), 56.7 0D ” MMSM 50,60,70 
100ms (X=7). | 
Generate 900ns positive pulse 5 E SMSM_ | MMMS 5E 
Unassigned for X=6 and X=7 6,7 €£ 8421 a 6E,7E 
Loop signal back from external! device 56,7 F . MMMM 5F 6F ,7F 
Preceded by Function 41 for Jump Instructions. 
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FUNCTION DESCRIPTION 8765 4321 


POSITION 


HEX DISPLAY 
(Range) 


RECEIVE Auto Resynce and Sync Search Related Functions are: 
SYNC Define ''X"' for Auto Resync: 90 — Enter Syn Character 


OFF (Normal OFF) 
ON 

Define Y"' for Qut-Of-Sync: 
Normal (8 pads or change of signal) 


96 — SDLC Control 
Anytime Function 95 ts used, it always takes the 
out-of-sync and looks for a new sync. 


For Full Duplex operation with the INTERVIEW 


Other (1-7 pads or change Qs signal ) CRT, the Test Selector Switch must be in the 
7 = TD/RD position. Pata erat 
SDLC/ SDLC/ADCCP The ‘Y"’ value selected must be “0"' (of no 
ADCCP Define ‘’X” for: 8421] 8421 consequence - zero deiay) or one of the other ‘1’ 
aaa SDLC Mode OFF (Normal OFF) 0- SSSS 00-06 thru ‘'6"' values below, 
SDLC Mode ON 1- SSSM 10-16 
SOLC NRZ ON 3. SSMM 30-36 
SDLC Mode ON (Inhibit ‘0” insert) 5- SMSM 50-56 Used for sending Flag for X=1 
SDLC/NRZ ON (Inhibit ‘‘0” insert) 7- SMMM 70-76 Used for sending Flag for X=3 
| | u { |! 
| | | | 
RECEIVER °96 Define '‘Y"’ for: The 'X"' value selected must be ‘’0" (of no 
DELAY SYNC _SYNC_ consequence - modes OFF) or one of the other 
Zero Delay Zero Delay(NormalOFF) -0 ssss 00-70 1" thru 7" values above. 
4 Bits Delay 64 Bits Delay | SSSM 01-71 
8 Bits Delay 128 Bits Delay -2 SSMS 02-72 
64 Bits Delay 1024 Bits Delay -3 SSMM 03-73 The Delay is between the RS-232 Interface and 
128 Bits Delay 2048 Bits Delay 4 SMSS 04-74 the Receiver for Signal Path and Detect Test 
192 Bits Delay 3072 Bits Delay 5 SMSM 05-75 Point Path. 
256 Bits Delay 4096 Bits Delay 4 SMMS 06-76 
INTERRUPTS °97 Interrupts HEX 8421] 8421 00-F F 
Results Memory: Vectors to Step 63, Last Page, 
Memory Full Disable (Norma! OFF) 00 SSSS SSSs 00 
Memory Full Enable 01 . SSSM 01 
Character Interrupt: Vectors to Step 62, Last Page. 
Character Disable (Normal OFF) 02 : SSMS 02 
Character Enable (Function 19) 03 SSMM 03 
Interrupt Group 8-F Vectors to Step 61, Last Page. 
Disable 09-OF (Normal OFF) 08 te MSSS 08 Other Interrupt related Functions: 
Parity Error 09 " MSSM 09 09-Record Interrupt Step 
Counter Overflow Indicator 0A " MSMS OA 19-Enter Interrupt Step 
Counter End Indicator OB " MSMM OB 74-\Interrupt RS-232(V.24) ON 
Timeout (Function 84 presets Timer) oc . MMSS Oc 75-Interrupt RS-232(V 24) OFF 
Out-of-Sync 0D ‘ MMSM | OD - 76-Cancel Interrupt 74 and 75 
Frame Detect OE 7 MMMS OE 84-Enter Interrupt Timeout 
Unassigned OF i MMMM OF 98-(01) Restart at Interrupted Step. 
This Function is latched into Mernory and must be restored to normal OFF at the point in 
the program sequence where it is desired that subsequent Functions not be effected. interrupesauress- alumnbs te | 
See Interrupts Priority in Remarks Column Priority Order Last Page, Step 
97 (01) Mem Ovfl 63 
97 (03) Character 62 
97 (09-OF) Selection 61 
75 (01-80) Detect OFF 60 
74 (01-80) Detect ON 59 
NOTE: Internal Select Switch toggle number 5 
determines if program cell is two pages or four 
pages, i.e., if last page is page ‘’1’' or “‘3"’. 
END 98 Recycle/Restart/Skip BCD 8421 | 8421 
Restarts the Test at 00 Page 0 00 $sss $S$$ 00 
Restarts the Test at the Interrupted Step 01 Ss SSSM 01 
Skips the Step (ar No-Op) 02 * SSMS 02 
Clear CRC Calculation (Receive SRBLC) 03 7 SSMM 03 
99 Stop 00 All Space " SSSS 00 


TP-144-01-77 
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APPENDIX C 


UNIVERSAL CODE CHART FOR DATA COMMUNICATIONS 


UNIVERSAL CODE CHART FOR DATA COMMUNICATIONS 


8-BIT 7-BIT EVEN PARITY ODD PARITY . EBCDIC 6BIT 6-BIT EBCD SELECTRIC FIELD DATA BAUDOT 
ASCII ASCH ASCII ASCH TRANSCODE TYPESETTER 
BINARY BINARY 
BINARY HEX BINARY HEX BINARY HEX BINARY HEX BINARY HEX BINARY HEX BINARY HEX C 124 8AB HEX | | C1248AB HEX BINARY HEX BINARY HEX 
A 11 000 001 A 1 000 001 A 01 000 001 A 11000001 C1 ]A 11000001 c1 JA 000001 01] A 000 011 03 |A 0100011 23 |A 1111001 791A 000110 06 JA -— 00011 903 
B 11 000 010 B 1000 010 B 01 000 010 B 11000010 C2 1B 11000010 c2 |B 000010 02/8 011001 19 |B 0010011 13 1B 1110110 76 1B 000111 07 |B ? 11001 19 
c 11 000 011 c 1000 011 Cc =11000011 Cc 01000011 43 |c 11000011 c3 jc 000011 O03 1c 001 110 OE jc 1110011 73 {c 1111010 TAIC 001000 08 Ic 01110 O6& 
D 11.000 100 D 1.000 100 D 01 000 100 D 11000100 C4 |D 11000100 c4 {D 000100 04 }D 001 001 09 |}D 0001011 0B | D 0 101 010 2A 1D 601007 09 jD $ 01001 09 
E 11 000 101 E 1000 101 E 11.900 101 E 016000101 45 JE 11000101 C5 |E 000101 05 | E 000 001 01 JE 1101011 6B JE 1001 010 4Aje 001010 OA jE 3 00001 01 
F 11000 110 F 1000 110 F 11 000 110 F 01000110 46 jF 11000110 C6 jF 000110 06 | F 001 101 oD {F 1011011 5B | F 1110011 73 {F 001011 0B [F! 01101 OD 
1G 41.000 111 G 1.000 111 G 01 000 111 G 11000111 C7 |G 11000111 C7 |G 000111 07 1G 011010 1G 0111011 3B 1G 0 100 011 23 1G 001100 0c jG 8 11010 1A 
H 11.001 000 H 1001 000 H 91 001 000 H 11001000 C8 ]H 11001000 C8 jH 001000 08 | H 010 100 14 }H 0000111 07 |H 0 100 110 26 {H 001 101 H z 10100 14 
i 11.001 001 1 1001 001 { 110017 001 ! 01001001 49 |i 11001001 c9 {1 001001 09 | 1 000 110 06 |! 1100 111 67 }I 0011001 19 JI 001110 OE ji 8 00110 06 
1 J 11 G01 010 J 1001 010 J 11001 010 J 01001010 4A jJ 11010001 D1 J 010001 11 {|4J 001011 op jJ 1 160 601 61 JJ 1 000 011 43 |J 001111 OF jJ 01011 0B 
K 11001 011 K 1001011 K 01001011 K 11001011 CB | K 11010010 D2 jK 010010 12 1K 001 111 OF |}K 1010001 51 /K 0011010 1A | K 010000 10 jk ( 01111 «OF 
L 11.001 100 L 1001 100 1 11001 100 L 01001100 4c jt 11010011 D3 jL 010011 13 JL 010010 12 J} 0110001 31 Jt 1 000 110 46 | t 010001 117 jt ) 10010 = 12 
M 11 G01 101 M 1.001 101 M 01001 101 M 11001101 CD iM 11010100 D4 |M 010100 14 |M 011 100 1c |M = 1001001 49 |M 1 100 001 61 7M 010610 12 |M 11100 = 1€ 
N 11.001 110 N 1001 110 N 01001 110 N 11001110 CE JN 11010101 05 JN 010161 15 1 N 001 100 oc jN 0101001 29 |N 1010 010 52 {N 010011 13 {N 07100 0C 
10 11.001 111 (6) 1001111 fe) 11001 117 fe) 01001111 4F {0 11010110 D6 |O 010110 16 {0 011000 18 }O 0011001 19 jO 1000 107 45/0 010100 14 jO 9 11000 «18 
P 11.010 000 P 1.010 000 P 01 010 000 P 11010000 DO jP 11010111 D7 {P 010111 17 «| P 010 110 16 | P 1111001 79 |P 0 001 011 OB [P 010101 15 jp 0 10110 «16 
Q 41010 001 Qa 1010 901 ze) 11 010-001 a 01010001 51 {a 11011000 D8 ja 011000 18 /a 010 111 17 |]Q 1000101 45 |0 1011011 5B /Q 010110 16 jQ 1 10111 17 
R 11010010 R 1010 010 R 11.010 010 R 01010010 52 jR 11011001 D9 |R 011001 19 {R 001 010 0A {R= 0100101 25 IR 0 101 001 29 |R 010111 17 |R 4 01010 OA 
is 11010011 s 1010011 Ss 01010011 Ss 11010011 D3 {Ss 11100010 £2 {Ss 100010 22 1S 000 101 05 1S 1010 010 52 |S 0 100 101 25 1S 011000 18 jS Bell 00101 05 
T 11010 100 T 1010 100 T 11010 100 T 01010100 54 |T 11100011 £3 4T 100011 23 | T 010 G00 10 |}T 0110010 32 1T 0 000 010 02 |T 011001 19 {T 5 10000 10 
U 11010 101 U 1610 101 U 01010 101 U 11010101 DS [U 11100100 £4 ju 100100 24 ju 000 111 07 {U 1001010 4A }U 0110 010 32 JU 011010 iA ju 7 00111 07 
Vv 11010 110 v 1010 110 Vv 01010 110 Vv 11010110 D& JV 11100101 £5 |V 100101 25 |v 011 110 1E |} Vv 0101010 2A dV 0 110 001 31]V 011011 1B jv: 11110 «1£ 
Ww 411010 111 Ww 1010111 wW 11010 111 w 01010111 57 Jw 11100110 €6 |W 100110 26 |W 010 011 13 |W 0011010 1A {Ww 1110 101 75 |W 011 100 10011 13 
1x 11011000 Ds {x 1011 000 x 11.011 000 x 11011000 58 |X 11100111 EF 1X 100111 27 1X 071 101 1D |X 1111010 7A 1x 1 100 010 62 |X 011 101 11101 1D 
1 Y 11011 001 Y 1011001 Y 01011 001 Y 11011001 D9 JY 11101000 EB |Y 101000 28 | Y 010 101 15 }Y 1000110 46 |Y 1100111 67 |Y 011110 10101 15 
z 11011010 z 1011010 z 01011010 Zz 11011010 DA {Zz 11101001 £9 jz 101001 29 |z 010 001 11 17Z 0100110 26 |Z 1010 100 54 12 011111 10001 11 
a 11 100 001 a 1 100 001 ja 11 100 001 a 01100001 61 Ja 10000001 81 
b —- 11. 100.010 b 1100010 bs: 12. 100010 b 01100010 62 |b 10000010 82 TCAPS=“SHIFT” 1} ;CAPS="UC™ T ens sue I TINO LOWER CASE) 
je 11100011 c 1100011 ¢ 01100011 e 17100017 E3 Je 10000011 83 | [INO LOWER CASEN!) LEC TUNSHOFTT | te a al ape 11 ig! [LNOLOWER CASED} 11417 16! 
4 11-100 100 d 1106 100 d 11 100 100 d 01100100 64 jd 10000100 84 | suieT 011011 |B | uc 00011 100 1c! | Uc ooo11100 1c} | tt—(‘«;séiPSES 14 O17 1B; 
e 11100 101 e 1100 101 e 01 100 101 e 11100101 £5 fe 40000701 85 [600 A CO SSEST RITTER Sa ee, eee Spas 
f 11 100 110 t 1100 110 f 01 100 110 t 11100110 E6 jf 10000110 86 
g 11100111 g 1100111 g 11100111 9 01100111 67 ig 10000111 87 
h 11 101 000 h 1 101 000 h 11 101.000 h 61101000 68 jh 10001000 88 
i 11101 601 i 7101 001 i 01 101 001 i 11101001 £9 {i 10001001 89 COURTESY OF 
j 11101010 j 1101010 j 07 101010 j 11101010 EA jj 10010001 91 
k 41101011 k 1101011 k 11101011 k 01101011 6B jk 10010010 92 ATLANTIC RESEARCH CORPORATION 
1 11 101 100 1 1101 100 | 01 161 100 }t 11101100 EC ji 10 010011 93 5390 CHEROKEE AVENUE -ALEXANDRIA, VIRGINIA. 22314 ; 
m 11101 101 m 1101 101 m 11101 101 m 01101101 6D |m 10010 100 94 
n 11101 110 7 1101 110 n 11101110 n -01101110 GE {nm 10010101 95 703-354-3400 
| o 11101111 re 1161111 o 01101 111 to 11101111 EF jo 10010110 96 
p 11 110 000 p 1110 000 p 11 110 060 p 61110000 70 |p 10010111 97 MANUFACTURERS OF INTERSHAKE and DATA TEK 9600 
q 11110 001 a 1110001 q 01110 001 q 11110001 F1 fq 10011000 98 
fr 11110019 r 1110 010 r 01 110 010 T 11110010 F2 ir 10011001 99 
1s 11.110 011 5 1110011 s 11110011 s 01110011 73 |{s 10 100010 A2 
t 11 110 100 t 1110 100 t 01110 100 t 11110100 F4 it 10 100011 A3 eye. Cece caceiail 
u 41110 101 u 1110 101 u 11110 104 u 01110101 75 |u 10100100 A4 | ower CASE (L)! | ower case (L)! 
v 11110 110 v 1110 110 |v 11110 110 v 01110110 76 |v 10 100101 AS 1 EITHER (*) | | EITHER (*) _ 
w 11110111 w 1110114 w 91110111 w 11110111 F7 jw 10 100110 A6 L———_—__ i} 6b-=--——- 
1x 11111 000 x 1111000 x 01 111.000 x 11111000 F8 |x 10 100111 A7 
y 11111001 ly 11717001 Yy 11111001 y 01111001 79 jy 19101000 A8 
z 11111010 z 1111010 z 11111010 z 01111010 7A jz 10 101001 AQ 
0 -10 110 000 0 0 110 000 0 G0 110 000 0 10110000 BO {0 11110000 FO j0 110000 30 {0 110110 U 36 {0 01010100 Lt 54 10 01100100 L 64/0 110000 30 jo 10110 F 16 
1 10 110 001 1 0110 001 1 10 110 001 1 00 110001 31 }1 11110001 F1 |1 110001 31 ] 1 111101 U 3D |1 00100000 L 20 |1 00100000 £ 2011 110001 31 1 10111 F 17 
2 10 110 010 12 0110010 2 10110010 2 00110010 32 {2 11110010 F2 j2 110010 32 {2 110011 U 33 {2 00010000 L 10 {2 00010000 L 10 42 110010 32 |2 10011 F 13 
3 10 110 011 3 0110011 3 00 110 011 3 10110011 B3 }3 11110011 F3 |3 110011 33 13 100001 U 21 43 00110000 tL 30 ]3 01110000 L 70/3 110011 33 {3 00001 F 01 
4 10 110 100 4 0 110 100 4 10 110 100 4 00110100 34 14 11110100 F4 {4 110100 34 | 4 101010 U 2A {4 00001000 Lt o8 {4 00000100 t 04/4 110100 34 |4 01010 F OA 
5 10 110 101 5 0110 101 5 00 110 101 5 10110101 B5 {5 11110101 F5 {5 110101 35 | 5 110000 U 30 {5 01101000 tL 68 |5 00001000 £L 08/5 110101 35 {5 10000 F 10 
6 10 110 110 6 0110 110 6 00 110 110 6 10110110 BE 16 11110110 F6 {6 110110 36 | 6 110101 U 35 }6 01011000 tL 58 16 01011000 L 58 {6 110 110 6 10101 F 15 
7 10 110 111 7 0110111 7 10 110 111 7 00110111 37 47 11110111 F7 |7 110111 37 | 7 100111 U 27 17 00111000 L 38 |7 01101000 L 68}7 110111 37 17 00111 =F 07 
8 10 111 000 8 0 111000 8 10 111 000 8 00111000 38 |8 11111000 F8 {8 111000 38 | 8 100110 U 26 }8 00000100 L 04 {8 00111000 L 38/8 111000 38 {8 11010 F 1A 
9 10 111 001 9 01711001 9 00 111 001 9 10111001 B9 {9 11111001 F9 |9 111001 39 | 9 111000 U 38 19 # £01100 100 L 64 19 G0 110100 t 34/9 111001 39 1/9 11000 F 18 
sp 10 100 000 “0 100 000 10 100 000 SP 00100000 20 |SP 01000000 40 |SP 011010 1A } SP 000100 S/U 04 | sp 01000000 — 40 {sp 01000000 — 40!sP 000101 05 IsP 00100 — 04 
! 10 100 001 ! 0 100 001 ! 00 100 001 ! 10 100001 Al }! 01011610 5A ! 100011 S 23 |! 01110 101 U 75 i! 00000001 £L O11]! 101101 2D }! 01101 F OD 
s 10 100 010 0 100 010 00 100 010 ° 10100010 A2 |” 01117111 7F “90 110 100 U |” 01001001 U 49 7 10001 F 11 
# 10 100 011 0 100 011 10 100 011 = 00100011 23 j= 01111011 7B |# 111011 3B # 00110100 L 34 |z# 01110000 U 70 {+ 100110 26 }+ 10100 F 14 
$ 10 100 100 0 100 100 00 100 100 $ 10100100 A4 i$ 01011011 5B 1$ 011011 1B $ 100011 U 23 1$ 01110101 L 75 |$ 00000100 u 04/$ 100111 27 |$ 01001 F 09 
% 10 100 101 0 100 101 10 100 101 % 00100101 25 |% 01101100 6C 4% 101100 2C % 01101000 us 68 «1% 00001000 u ob /% 101010 2A 
& 10 100 110 0 100 110 10 100 110 & 00100110 26 |& 01010000 50 |& 010000 10 | & 111000 S 38° }@ 01000011 L 43 1& 01101000 U 68 |1& 000 001 01 
‘ 10 100 111 0100 111 00 100 111 ; 10100111 A7 |‘ 01111101 7D ‘ 91011 000 U 58 01001001 L 49] 111010 3A |’ 01011 F OB 
( 10 101 000 0 101 000 00 101 000 ( 10101000 A8 | ( 01001101 4D ( 110001 S 31 |( 01100100 U64 T( 00110100 U 34] ( 101001 29 |{ 01111 =F OF 
10 101 001 0 101 001 10 101 001 ) 00101001 29 |) 01011101 5D ) 110001 U 31 1) 00100100 U 54 |) 01100100 U 64]) 100 000 20 |) 10010 F 12 
10 101 010 0 101 010 10 101 010 * 00101010 2A |* 01011100 5c j* 011100 1C * 00 000 100 u 04 |* 00111000 U 38j* 101000 28 
10 101 011 0 101011 00 101011 + 10 101011 AB /+ 01001110 4E + 01000011 U 43 d+ 00010011 U 13] + 100010 22 
10 101 100 0 101 100 10 101 100 , 00101100 2c |, 01101011 6B |, 101011 2B , 01110110 L 76 4, 00111011 * 3B], 101110 2E |, 01100 F OC 
10 101 101 0 101 101 - 00 101 101 - 10101101 AD |- 01100000 60 |- 100000 20 | - 101001 U 29 {— 00000001 * or {— 00110111 L 37{/- 100001 21 {— 00011 F 03 
10 101 110 : 0 101 110 an ee 00 101 110 3 10101110 AE |. 01001011 4B |. 001011 OB |. 111100 S/U 3C |. 00110111 L 37 |. 01010001 * 51]. 111101 3D |. 11100 F 1C 
10 101 111 0101111 -10 101111 / 00101111 2F |/ 01100001 61 |/ 100001 21 / 01100010 L 62 |{/ 00000111 L 07 |/ 111100 3C |/ 11101 F 1D 


UNIVERSAL CODE CHART FOR DATA COMMUNICATIONS 


ACK 
BEL 
BS 


CAN 


CR 

DC1 
DCc2 
DC3 
DCc4 
DEL 
DLE 


EM 
ENQ 


EOT 
ESC 
ETB 
ETX 
FF 
FS 
GS 
HT 


LF 
NAK 


NUL 


RS 
S$! 


8-BiT 
ASCH 


BINARY HEX 
10111010 BA 
10111011 BB 
10111100 BC 
10111101 BD 
70711110 BE 
10111111 BF 
11000000 CO 
11011011 DB 
11011100 DC 
11011101 DD 
11011110 DE 
11011711 DF 


11111011 FB 


°41111100 FC 


11111107 FD 
411711110 FE 


10000110 86 
10000111 87 
10001000 88 


10011000 98 


10001101 8D 
10010001 91 
10010010 92 
10010011 93 
10010100 94 
11111.111 FF 
10010000 90 


10011001 99 
10000 707 85 


10000 100 84 
10011011 9B 
10010111 97 
10 006 011 83 
10001100 8c 
10011100 9C 
10011101 9D 
10001001 89 


10001010 8A - 


10010101 95 


10000000 380 


10011110 9E 
10001711 8F 


10001110 8E 
10000001 81 


10000010 82 
10011010 9A 
10010110 96 


10011111 OF 
10001011 8B 


ACK 
BEL 
BS 


CAN 


CR 

DC1 
DC2 
DC3 
DC4 
DEL 
DLE 


EM 
ENO 


EOT 


ESC 
ETB 
ETX 
FF 
FS 
Gs 
HT 


NAK 


RS 
SI 


7-BIT 
ASCH 


BINARY HEX 
0111010 3A 
0111011 3B 
0111100 3C 
0111101 3D 
0111110 3E 
0111111 3F 
1000000 40 
1011011 5B 
1011100 5C 
7011101 5D 
1011110 5E 
1011111 SF 
1100000 60 
1111011 78 
1111100 7C 
1111101 7D 
1111110 7E 


0000110 06 
0000117 07 
0001000 08 


0011000 18 


0001101 OD 
0010001 11 
0010010 12 
0010011 13 
0010100 14 
1111111) «(7F 
0010000 10 


0011001 19 
0000 101 05 


0000100 04 
0011011 1B 
0010111 17 
0000011 03 
0001100 OC 
0011100 1C 
0011101 1D 
0001001 09 


0001010 OA 
0010101 15 


0000000 00 


0011110 1€ 
0001111 OF 


0001110 OE 
0000001 01 


0000010 02 
0011010 1A 
0010110 16 


0011111 #1F 
0001011 OB 


LF 
NAK 


NUL 


RS 
SI 


EVEN PARITY 
ASCH 


BINARY HEX 
00111010 3A 
10111011 BB 
00171100 3C 
10111101 BD 
10111110 BE 
00111111 3F 
11000000 CO 
11011011 DB 
01011100 5C 
171011 101 
11017110 DE 
01011111 SF 
01100000 60 
01111011 7B 
11111100 FC 
01111101 7D 
01111101 7E 


00000110 06 
10000 111 87 
10001000 88 


00011000 18 


10001101 8D 
00010001 11 
00010010 12 
10010011 93 
00010100 14 
11.1171111 FF 
10010600 90 


10011001 99 
00 000 101 


10 000 100 

00011011 1B 
00010111 17 
60 000011 63 
00001100 OC 
10011100 9C 
60011101 1D 
00001001 09 


00.001010 OA 
10010 101 95 


00000000 00 


00011110 1£ 
00001111 OF 


10001110 8E 
10 000 001 81 


10600010 82 
10011010 9A 
10010110 96 


10011111 OF 
10 001011 8B 


ODD PARITY 
ASCII 


BINARY HEX 
10 111010 
00 117-011 
10 111 100 
00 171 101 
00 111 110 
10 177111 
01 000 000 
01017 011 
11011 100 
01011 101 
01011110 
11011111 
11 100 000 
11111011 
01 111 100 
11111 101 
11711 110 


10 000 110 
00 000 111 
00 001 000 


10 611 000 


00 001 101 
10 001 001 
10 010 010 
00 010 013 
10 010 100 
011711171 
00 610 000 


00 011 001 
10 600 101 


00 G00 100 
10 011011 
10 010 111 
10 000 011 
10 001 100 
00 071 100 
10 011 101 
10 001 001 


10 001 010 
00 070 161 


10 000 000 


10 631 110 
10 GOT 111 


06 001 110 
00 600 001 


00 000 010 
00 011010 
00 010 110 


00 111111 
00 001 011 


EBCDIC 


BINARY HEX 
07111010 
01011110 
01001 100 
01111110 
07 101 110 
01101111 
01 111 100 


11 100 000 


01101 101 
01111 001 
71 000 G00 
01 101010 
11016 000 
18 100 001 
01001 010 
01011711 
01001111 


00 101 110 
00 101 111 
00 010 110 
00 100 100 
00 011 000 
00 011 010 
00 001 101 
60 010 001 
00 010 010 
00 010 011 
00 0171 100 
00 000 111 
00 010 000 
00 100 G00 
00 011 001 
00 101 101 
60 100 110 
00 110 111 
00 100 114 
00 160 110 
00 000 011 
00 001 100 
00 100 010 


00 000 101 
00 011 100 
00 011 101 
00 010 111 
00 017 110 
00 017111 
00 000 110 
00 160 101 
00 111 101 
00 010 101 
00 000 000 
00 000 100 
00 110 100 
00 100 117 
00 010 100 
00 001 001 
00 110 101 
00 001 113 
00 101010 
00 001010 
00 001 170 
00 000 001 
00 100 001 
00 000 010 
OO 111111 
00 110 010 
00 110 110 


00 001 011 


6-BIT 


TRANSCODE 


@ 


BEL 


NAK 


BINARY HEX 


111100 3C 


001101 OD 


111111 
011111 


111 110 
101 101 


011 110 
161010 


001 111 
101 110 


701 111 


111101 3D 


000 000 
001 010 
001 110 
111010 


011 101 


6-BIT 
TYPESETTER 


BINARY HEX 
111010 § 3A 
111010 U 3A 


110110 S$ 36 
101001 S 29 


eae ee Se —“ 
‘\Y 101000 S/U 28! 


i ee a 


BEL 101 011 


RET 


RUBOUT 111 111 3F 


THIN SP 
JADD TH SP 


: EM SP 


JEN SP 
lor 

|V RULE 
lem LEAD 
}EN LEAD 


101 110 
101111 
110 01G 
110 100 
110 111 
111 001 
111011 
111 110 


EBCD 
BINARY 
C 1248AB HEX 
00 001 600 U 08 
: 00 110 000 uU —-30 
< 00010000 uUs«10 
= 00100000 U 20 
> 00111000 U 38 
? 01100010 U62 
@ 00000010 L+ 02 


ee ee ee ee ee 


| LOWER CASE {L) 
LEITHER (*) Fr 


¢ 00000010 U 02 
— 00110111 U 37 
} 01110110 U 76 


BS 01011101 5D 
BYP 00 001 110 GE 


DEL O1 111117 7F 


EOB 010171 110 5E 
EOT 01 111 100 7C 


HT 00 101 1117 2F 


iL 00 117 101 3D 
LC 06011111 1F 
LF 01101 110 6E 
NL 01 101 107 6D 
PF 01001 7111 4F 
PN 01001 100 4c 
PRE 00 111 110 3E 
RES 00 001 101 oD 
RS 00 101 100 2c 
UC 00011 100 1c 


DEL 


SELECTRIC 


BINARY 
C 1248AB 
01 101 011 
01 101011 


HEX 


ric 
& & 


= 00610011 L 13 


? 00 000 111 
@ 00010000 
[ 00100000 U 20 


cc¢c 
~ oO 
on 


} 00 100000 |. 20 


_ 00 110 111 


gEITHER (*) i 


|LOWER CASE (L) | 


¢ 01011000 U 58 


it 


00100000 U 20 

00000001 U 91 
; UC “00011 100 1C? 
LLC 00011111 1F; 


BS 07.011 101 5D 
BY 00001 110 OE 


01111111 7F 


EOB 
EOT 


071011 110 5E 


HT 00 101 111 2F 
is 00 171 101 3D 
LO «00011111 1F 


LF 01101110 6E 
NL 07101 101 6D 
PF 01001111 4F 
PN 07001 100 4c 


PRE 


RES 00001 101 0D 


RS 00101100 2c 


UC 00017 100 1c 


01111 100 7C. 


00 117 110 3E | 


FIELD DATA 


BINARY HEX 
101011 2B 
: 111011 3B 
< 100011 23 
a 100 100 24 
100 101 25 
101100 2C }? 
101111 2F 
000 011 03 


-@rvyv 


] 000 100 04 
A 000010 02 


CR 111111 3F |CR 


FF 111110 3E 


LF 


BAUBDOT | 


BINARY HEX 
01110 F OE 
11110 F TE 


11001 F 19 


jFigs 5 110117 


LETRS A149 Fy 


01 000 08 


00 010 02 


TP 104-8-75 


